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ABSTRACT: 
Objectives:  Consumer-grade smart devices are increasingly being used to measure waking activity and 

sleep; however the ability of these devices to accurately measure sleep in clinical populations warrants 

more examination.  The aim of the present study was to assess the accuracy of consumer-grade sleep 

monitors to through comparison with gold standard polysomnography (PSG).  

Design: A prospective cross-sectional cohort study was performed.  

Setting: Adults undergoing PSG for investigation of a suspected sleep disorder.  

Participants: 54 sleep-clinic patients were assessed using three consumer-grade sleep monitors 

(Jawbone UP3®, ResMed S+® and Beddit®) in addition to PSG.  

Outcomes:  Jawbone UP3®, ResMed S+® and Beddit® were compared with gold standard in-laboratory 

polysomnography on 4 major sleep parameters - total sleep time (TST), sleep onset latency (SOL), Wake 

After Sleep Onset (WASO) and sleep efficiency (SE).  
Results: The accelerometer Jawbone UP3® was found to overestimate TST by 28mins, with reasonable 

reliability compared with gold standard for TST, WASO and SE. The doppler radar ResMed S+® device 

was found to underestimate TST by 34mins however had poor reliability compared with PSG for TST, SOL 

and SE.  The mattress device, Beddit®, had the least reliability; underestimated TST by 53mins on average 

and poor reliability compared to PSG for all measures.  High device synchronisation failure occurred, with 

20% of recordings incomplete due to Bluetooth drop out and recording loss.  

Conclusion: The Jawbone UP3® had the strongest reliability in sleep measurements compared with PSG.  

Consumer grade devices assessed do not have strong enough agreement with gold standard measurement 

to replace clinical evaluation and PSG sleep testing, however are an opportunity as powerful patient 

engagement tools for long-term sleep measurement.  

Strengths and Limitations of this study

 Consumer grade devices were compared with gold standard in clinic patients.

 More than one device was included for comparison.

 This study includes measure of sleep parameters that clinicians frequently need 

to review in daily practice, such as total sleep time and sleep efficiency.

 High device failure was found in this study, confirming that consumer grade 

devices cannot be used to replace high fidelity diagnostic measurement.

 This sample had patients with sleep apnoea, insomnia or hypersomnia as their 

final sleep diagnosis.  

Patient and Public involvement
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Patients at our sleep disorders centre sparked the initial interest into assessing the 

accuracy of consumer-grade sleep monitors.  Our clinicians were often asked how 

about the accuracy of home sleep monitors.  To answer this question our team invited 

the patients of our clinic to be involved in evaluating three commonly available 

consumer grade devices.  Participants were not paid for their involvement but did 

provide written consent.  The findings of this research suggest that consumer-grade 

sleep monitors can give insights into trends in sleep, but are not accurate enough to 

replace laboratory measurement.  
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BACKGROUND
Poor sleep quality and duration has been shown to be an independent risk to 

overall mortality and for many chronic diseases.1  The gold standard test for the 

measurement of sleep and diagnosis of sleep disorders is attended polysomnography 

(PSG). However, this is an involved and costly test that requires complex equipment, 

dedicated space, trained staff, and does not lend itself well to multi-night monitoring.

Sales of consumer sleep monitors and wearable consumer-grade smart devices 

have dramatically increased in recent years, with 33 million units estimated to have 

been sold in the United States in 20152 and the estimated value of the wearable 

industry in the USA expected to grow to 8.5 billion in 2020.3,4   Consumer-grade devices 

fall into three major categories (i) wrist based devices (eg Jawbone, FitBit); (ii) Bedside 

devices (eg ResMed S+®, Touch-Free Life Care®); and (iii) Mattress-based devices (eg 

Beddit®, EarlySense Mattress®, Emfit Bed Sensor®).  Each of the categories of 

devices utilise unique proprietary algorithms for inferring wake/sleep, body position and 

measures of sleep quality.

The Jawbone UP® (the precursor to the UP3 used in this study) has been 

compared to PSG in adolescents and concluded to have good agreements for TST, SE 

and wake after sleep onset (WASO), however the tendency to underestimate TST and 

sleep efficiency increased with age.5 In a study of adult women, the FitBitChargeHR® 

overestimated TST by 27min, and was found to have significantly different SOL and 

WASO compared to PSG.5 Similarly in adolescents the Jawbone UP® tended to 

overestimate TST and SOL, whilst underestimating WASO. The researchers also found 

greater discrepancies in nights when participants had more disrupted sleep (ie lower 

TST and greater SOL and WASO).6 

In patients with suspected central disorders of hypersomnolence, the Jawbone 

UP3® was found to significantly overestimate TST by an average of 39.6 minutes 

compared to PSG and was not able to discriminate stages of sleep adequately.7 

Interestingly, the Jawbone UP3® performed similarly to actigraphy in this study. Another 

clinical study found that the FitBit Flex® overestimated TST more in a group of insomnia 

patients compared to good sleepers (32.9 mins vs. 6.5 mins).8 Taken together, these 
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two studies suggest that consumer-grade sleep devices are less accurate for TST 

measurement clinical sleep disorder populations than they are for good sleepers. 

Beddit in 10 health controls was found to have poor agreement with TST, WASO 

and SE.9  SOL was the only measure to have agreement, but had a wide variance.9  

The sensor technology used in the ResMed S+® been shown to have moderate 

accuracy in measuring TST and sleep efficiency in healthy volunteers compared to 

PSG.10  Furthermore its utility in measuring sleep disordered breathing has been 

investigated and found to have reasonable accuracy in detecting moderate obstructive 

sleep apnoea, with a sensitivity of 89% and specificity 92%.11 

Patients are increasingly attending sleep clinics with downloads from these 

devices for discussion with primary care physicians and sleep specialists, or asking 

clinicians which consumer grade device is best to track sleep at home.  These 

commonly encountered situations in the sleep clinic raise the questions: how reliable 

are consumer grade devices and which type of technology is most accurate compared 

to gold standard?  This study aims to answer these questions with an in-laboratory 

comparison of PSG with the three consumer devices - Jaw Bone UP3®, Beddit® and 

ResMed S+® in a sleep clinic population.  It was hypothesized that these devices would 

have similar accuracy in detecting TST, SOL, WASO and SE.  

METHODS

Study Population
54 adult patients were consecutively recruited through a private sleep disorders 

centre in Melbourne, Australia from June 2015 to February 2016.  Inclusion criteria were 

age >18years and any patient who required overnight polysomnography as standard 

investigation following sleep physician review to either confirm or exclude sleep 

disordered breathing.  All patients attending the laboratory for a polysomnogram were 

screened for inclusion.  Exclusion criteria were age <18years, positive airway pressure 

titration study, pregnancy and cognitive impairment.  

Procedure
All assessments took place at an attended sleep laboratory in Melbourne, 

Australia. The study was approved by the Human Research and Ethics Committee of St 
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Vincent’s Hospital, Melbourne (LRR141/15).  Sleep laboratory staff were trained to set 

up the 3 devices in addition to regular overnight polysomnography monitoring.  The 

primary outcome measure was Total Sleep Time (TST) and secondary outcomes were 

sleep onset latency (SOL, min), sleep efficiency (SE, %) as TST/(TST+ total wake time) 

and wake after sleep onset (WASO, min).  Figure 1 demonstrates the consort 

statement.  

Polysomnographic Recording
PSG was measured using a standard six-channel electroencephalography, 

submental electromyography and electrooculography, electrocardiogram, airflow 

(thermistor & nasal cannula), respiratory effort, oximetry, snoring (dB sound meter), 

body position, pulse rate, leg electromyography and digital video, recorded according to 

American Academy of Sleep Medicine standards.12  The following standard sleep 

parameters were recorded via PSG: Total sleep time (TST), sleep onset latency (SOL, 

min), total wake time (TWT, min), sleep efficiency (SE, %) as TST/(TST+TWT) and 

wake after sleep onset (WASO, min).  Participants were classified as having obstructive 

sleep apnoea if the apnoea hypopnoea index was >5 events/hr.  The scientist scoring 

the PSG was blinded to the download of consumer grade devices.    

JawBone UP3®

Participants were fitted on the participant’s non dominant wrist with the Jawbone 

UP3® shortly before lights out time.  Data was collected via a dedicated iPod Touch, 

synced to the Jawbone® app.13  This consumer-grade actigraphy device has a three-

axis accelerometer and heart rate monitor, which together measure TST, SOL, WASO 

and SE which were exported by a technician the following morning after the PSG was 

complete.

ResMed S+®

The ResMed S+® is a non-contact radio-frequency sensor that continuously 

measures the biomotion due to breathing and body-movement of the participant subject 

in bed. The sensor operates in a license-free band at 5.8 GHz, emits an average power 

less than 1 mV and is capable of sensing movement and breathing over a distance 

ranging from 0.3 to 1.5 meters.  The device was positioned by the bedside and synced 
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shortly before lights out time to a dedicated iPod with the ResMed S+® app. 14  

Measurements from the ResMed S+® were TST, SOL, WASO, SE which were exported 

by a technician the following morning after the PSG was complete.  

Beddit®
The primary sensor in the Beddit® is a piezoelectric 70cm band that was 

attached to the mattress prior to patients getting into bed.  The device detects micro-

movements of the chest wall from heartbeats and respiration and uses 

ballistocardiography to infer sleep stage and time.  Ballistocardiography is a non-

invasive measurement of cardiac output and respiration by converting mechanical 

motion (e.g. movement generated by a heartbeat) to a digital signal.  Measurements 

from the Beddit® were taken each night using the device synced to a dedicated iPod 

running the Beddit® app.15  Output from the app included TST, SOL, WASO, SE and 

HR which were exported by a technician the following morning after the PSG was 

complete.  

Statistical analyses
Each of the three non-invasive devices was compared with PSG as the gold 

standard on an intention to treat basis.  The primary and secondary outcomes were 

compared on total measurements over the night, not epoch-by-epoch method.  

Normality was assessed using the Shapiro-Wilk’s test.  Agreement between gold 

standard and test device, were assessed for reliability using Intraclass Correlation 

Coefficients (ICCs) with two-way Random-Effects model and Bland-Altman plots16.  

Reliability was considered acceptable if the ICC was greater than 0.5, reliability was 

considered ‘good’ if ICC was 0.7-0.9 and ‘excellent’ if >0.9.  

RESULTS
Fifty four adult patients (31 females, 23 males; mean age 54 years ±SD 18years) 

participated, see Table 1 for patient demographics.  The final sleep diagnosis found was 

obstructive sleep apnoea in 33 (61%), insomnia 9 (17%) and central hyper-somnolence 

disorder in 12 (22%).The mean PSG detected TST was 371min (SD±69), SOL of 16min 

(SD±15), WASO 63min (SD±56) and SE of 82% (SD±13%).  The absolute values of the 
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measurements for each device is summarised in Table 2, and the mean differences and 

intra-class correlation in Table 3.  

The Jawbone UP3® was found to have overestimated TST by 28 min (95% CI: -

155-98).  The intra-class correlation coefficient between the PSG TST and Jawbone 

was 0.6 (95% CI: 0.34-0.77), indicating ‘good’ reliability between the two tests. 4 out of 

the 42 data points fell outside the 95% confidence interval, with greatest reliability seen 

when TST was between 300-400min.   SOL was over estimated by Jawbone UP3® by 

0.14 min (95% CI: -39 – 39), with an intra-class correlation was 0.29 (95% CI:-0.04 – 

0.57) indicating poor to moderate reliability between the methods.  Only 1 data point fell 

outside of the 95% CI, with negative bias present for measurements greater than 15 

minutes.  WASO was overestimated using Jawbone UP3®  by only 1.7min (95% CI: -

103 – 100), with 3 of the data points falling outside of the 95% CI and negative bias 

when measurements were over 50 minutes.  The ICC between by Jawbone UP3® and 

PSG for WASO 0.55 (95% CI: 0.29-0.73), indicating ‘moderate’ agreement.  Sleep 

efficiency was underestimated by 0.5 min (95% CI: -18–20), with bias found with 

measurements less than 85%.  The sleep efficiency ICC for Jawbone Up3® was 0.65 

indicating ‘good’ reliability between the two measures.  

The ResMed S+® underestimated TST by 34 min (95% CI:-183-252), with 3 

measurements outside the 95% CI, and ICC of 0.36 (95% CI: 0.02-0.63) indicating 

‘poor’ reliability.  SOL was poorly measured by the ResMed S+® with 35min (95% CI: -

127-55) overestimation and ICC -0.01 (95% CI:-0.21 – 0.26) and negative bias with 

measurements greater than 30min.  WASO however was reliably measured by ResMed 

S+® with overestimation 27min (95% CI: -125-71), ICC 0.61 (95% CI: 0.28 – 0.8).  

Sleep efficiency was not reliably measured with the ResMed S+®, with underestimation 

by 15min (95% CI:-21–53) and ICC only 0.06 (95% CI: -0.06-0.58).  

The Beddit® and PSG had the least agreement, with ICC all <0.5 indicating 

‘poor’ reliability.  TST was underestimated by 53min (95% CI:-128 - 235), ICC 0.4 (95% 

CI: 0.09 – 0.63) and 4 measurements outside the 95th CI. SOL overestimated by 44min 

(95% CI: -160-71), ICC 0.01 (95% CI:-.173-0.2).  SE 1.35min (95% CI:-35-38) and ICC 

0.05 (95% CI:-0.04-0.51).  
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Figure 2 demonstrates agreement for the three devices compared with PSG 

displayed as Blant-Altman Plots and Table 3 summarises the mean differences and 

intra-class correlation coefficients.  No significant were found between PSG and the test 

devices were mediated by gender, age or final sleep diagnosis for any of the measured 

parameters (p-values all >0.05).  

Consumer-grade recording failure
Consumer-grade devices were set-up by Sleep Scientist staff each night at the 

time of the standard PSG set-up.  Despite this, device or recording failure resulting in 

inability to record sufficient data, on the single night of recording, in the consumer-grade 

devices was common. Failure to synchronise with the dedicated Bluetooth device was 

the most common reason for device failure.  The ResMed S+® failed to synchronise the 

most, with 25/54 nights (46%) resulting in recording failure.  The Jawbone and Beddit 

had similar rates of synchronisation failure (12/54, 22%), however not usually in the 

same room or on the same patient.  Comparisons were made on an intention to treat 

analysis, even where large differences in TST were seen.  

DISCUSSION
The accuracy of these three consumer-grade smart devices has simultaneously 

been compared with gold standard attended PSG in an adult sleep clinic cohort.  For 

each of the devices, there were components of sleep measurement with significant 

agreement to the gold standard.   In regards to the primary outcome measure of TST, 

only the Jawbone UP3® had strong agreement with PSG, with an overestimation of 

28min.  The Jawbone UP3® had the best agreement across secondary outcomes of 

WASO and SE.  The Beddit® had the least agreement with PSG, all components 

having poor reliability when compared with gold standard PSG.  

Wearable devices, particularly wrist-worn accelerometers have now been widely 

compared with PSG.  Similar to the results of this study, the accelerometers have been 

shown to overestimate total sleep time by around 20-30minutes, particularly in sleep 

disordered populations compared with healthy controls.5,6,8 Previous investigations into 

consumer grade accelerometers in clinical populations found TST overestimated by 
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32.9min8 in a population of 33 insomnia patients and 39min in 43 hyper-somnolence 

patients7.  In our study SOL had a large confidence interval, with bias found with 

measurements over 15min, consistent with findings of a recent systematic review and 

meta-analysis.17   

 The Beddit® device is one of the least reviewed consumer grade devices out of 

the three assessed in this study.  Tuominen et al. (2019) found in 10 healthy controls 

the Beddit overestimated total sleep time by 43min, whereas our data suggests a 

significant underestimation (PSG TST 371min versus Beddit® TST 321 min) with a 

larger sample size (n = 42).  Tuominen et al. (2019) was also able to access WASO 

data, which was not available with the model of Beddit® tested in this study, and found 

to underestimate WASO by 32min.  Non-wearable devices have a potential growing 

market as non-intrusive home monitors of sleep, as they can be applied in a “set and 

forget” method. Thus further refinement and evaluation of bed-based devices would be 

desirable.  

The high device synchronisation failure rate in our study is concerning, despite 

the set-up being performed by sleep laboratory scientific staff.  There is no way to 

calibrate these consumer-grade devices over time and it is difficult to monitor device 

connectivity to the Bluetooth device until the next morning.  Moving forward, these 

finding should indicate to developers, that some data storage is needed within sleep 

monitors to mitigate synchronisation failure.  The high failure rate further confirms the 

role of these consumer devices is not to replace that of a diagnostic sleep study.  

The main strength of this study was the sample size and that it was conducted in 

a clinical adult sleep population with a range of suspected sleep disorders.  This makes 

the findings more translatable to clinicians managing patients with sleep disorders.  

Further, assessing a number of different devices is a novel approach.  The weaknesses 

of the study include a high device recording failure rate, predominantly with Bluetooth 

synchronisation failure.  A further weakness was that actigraphy was not directly 

compared with the consumer grade devices.

  This study indicates that the wrist worn Jawbone UP3® had the best reliability in 

measuring sleep compared with gold standard and can provide useful information about 

commonly measured parameters of sleep quality.  For Sleep Medicine Clinicians, the 
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translation of these findings, is that when our patients present with longitudinal 

measurements of sleep from their consumer grade devices, we can be reassured that 

wrist worn devices have reasonably reliability and can be harnessed as an engagement 

tool for behavioural sleep interventions.  This is consistent message with the American 

Academy of Sleep Medicine’s position statement about the use of consumer-grade 

sleep devices stating that these devices cannot be used for clinical diagnosis, however 

they allow for meaningful discussions with patients about sleep and encourage active 

participation in sleep-related health care.18    

CONCLUSION
Given the large body of literature linking sleep quality to mortality and many 

chronic diseases, patient-collected longitudinal sleep data provides a powerful insight 

into a patient’s overall health.  This study adds to the data of consumer grade wearable 

sleep monitors, showing they can provide some reliable information compared to gold 

standard PSG, however do not replace clinical evaluation and gold-standard PSG sleep 

testing.  In reviewing sleep data collected by patients with consumer-grade devices, 

clinicians are encouraging measurement and quantification of sleep, which in turn will 

likely emphasise the importance of quality sleep in maintaining good health. 
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Table 1 Patient demographics 

Variable Results (n = 54)

Age in years, mean (SD) 54 (SD±18)

Gender 31 (57%) women

23 (43%) men

BMI kg/m2, median (IQR) 27 (24-31)

PSG AHI events/hr, median (IQR) 9 (3-18.75)

Indication for PSG

Rule in suspected OSA 32 (60%)

Rule out OSA 22 (40%)

Final clinical diagnosis

OSA syndrome 33 (61%)

Insomnia 9 (17%)

Hypersomnia 12 (22%)

PSG, Polysomnogram; BMI, Body Mass Index; AHI, Apnoea hypopnoea index; OSA, 

Obstructive sleep apnoea
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Table 2 Mean sleep duration 

DEVICE
VARIABLE PSG Jawbone UP3® 

(N = 42)

ResMed S+® 

(N = 29)

Beddit® 

(N = 42)

TST (MIN SD±) 371 ±69 397 ±83 345.8 ±120 321 ±107

SOL (MIN) 16 ±15 18 ±16 50 ±44 60 ±57

WASO (MIN) 63 ±56 65 ±55 80 ±72 -

SE (%) 82.4 ±13 82.9 ±11 68.8 ±21 81 ±17

PSG, polysomnography; TST, Total sleep time; SOL, sleep onset latency; WASO, 

Wake After Sleep Onset; and SE sleep efficiency.  
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Table 3 Mean difference in test device and PSG 

 MEAN DIFFERENCES & INTRA-CLASS CORRELATION 
COEFFICIENT BETWEEN PSG AND TEST DEVICE

VARIABLE PSG vs Jawbone 

UP3®

PSG vs ResMed S+® PSG vs Beddit® 

TST (MIN) -28.57 (95% CI:-155-

98)

+34 (95% CI: -183–

252)

+53 (95% CI:-128 – 

235)

ICC 0.6* 0.36 0.01 

SOL (MIN) -0.14 (95% CI:-39–39) -35.6 (95% CI:-127–

55)

-44.6 (95% CI:-160–

71)

ICC 0.29 -0.01 0.04 

WASO 
(MIN)

-1.7 (95% CI:-103–

100)

-27 (95% CI:-125–71) -

ICC 0.55* 0.61 -

SE (%) +0.5min (95% CI:-18–

20)

+15 (95% CI:-21–53) -1.35 (95% CI:-35–38)

ICC 0.65* 0.06 0.26 

An overestimation is expressed as a negative (-) mean difference and an underestimation is 

expressed as a positive (+) mean difference value.

ICC >0.5 is marked as * and shaded as moderate reliability between PSG and test measure

PSG, polysomnography; TST, Total sleep time; SOL, sleep onset latency; WASO, Wake After 

Sleep Onset; and SE sleep efficiency.  
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Figure 1 - Consort statement of data collection. 
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Figure 2(a) PSG vs Jawbone UP3 
Total Sleep Time (TST) agreement between Polysomnography (PSG) and test devices.  The mean difference 

is shown in a red long dashed line (with 95% confidence intervals), and 95th upper and lower confidence 
limits in long blue dash lines (with 95% confidence intervals). 
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Figure 2(b) PSG vs ResMed S+
Total Sleep Time (TST) agreement between Polysomnography (PSG) and test devices.  The mean difference 

is shown in a red long dashed line (with 95% confidence intervals), and 95th upper and lower confidence 
limits in long blue dash lines (with 95% confidence intervals). 

152x127mm (100 x 100 DPI) 

Page 21 of 23

For peer review only - http://bmjopen.bmj.com/site/about/guidelines.xhtml

BMJ Open

1
2
3
4
5
6
7
8
9
10
11
12
13
14
15
16
17
18
19
20
21
22
23
24
25
26
27
28
29
30
31
32
33
34
35
36
37
38
39
40
41
42
43
44
45
46
47
48
49
50
51
52
53
54
55
56
57
58
59
60



For peer review only

 

Figure 2(c) PSG vs Beddit 
Total Sleep Time (TST) agreement between Polysomnography (PSG) and test devices.  The mean difference 

is shown in a red long dashed line (with 95% confidence intervals), and 95th upper and lower confidence 
limits in long blue dash lines (with 95% confidence intervals). 
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ABSTRACT: 
Objectives:  Consumer-grade smart devices are increasingly being used to measure 

waking activity and sleep; however the ability of these devices to accurately measure 

sleep in clinical populations warrants more examination.  The aim of the present study 

was to assess the accuracy of consumer-grade sleep monitors compared with gold 

standard polysomnography (PSG).  

Design: A prospective cohort study was performed.  

Setting: Adults undergoing PSG for investigation of a suspected sleep disorder.  

Participants: 54 sleep-clinic patients were assessed using three consumer-grade sleep 

monitors (Jawbone UP3®, ResMed S+® and Beddit®) in addition to PSG.  

Outcomes:  Jawbone UP3®, ResMed S+® and Beddit® were compared with gold 

standard in-laboratory polysomnography on 4 major sleep parameters - total sleep time 

(TST), sleep onset latency (SOL), Wake After Sleep Onset (WASO) and sleep efficiency 

(SE).  
Results: The accelerometer Jawbone UP3® was found to overestimate TST by 

28mins, with reasonable agreement compared with gold standard for TST, WASO and 

SE. The doppler radar ResMed S+® device underestimated TST by 34mins however 

had poor absolute agreement compared with PSG for TST, SOL and SE.  The mattress 

device, Beddit® underestimated TST by 53mins on average and poor reliability 

compared to PSG for all measures except TST.  High device synchronisation failure 

occurred, with 20% of recordings incomplete due to Bluetooth drop out and recording 

loss.  

Conclusion: Poor to moderate agreement was found between PSG and each of the 

tested devices, however Jawbone UP3® had relatively better absolute agreement than 

other devices in sleep measurements compared with PSG.  Consumer grade devices 

assessed do not have strong enough agreement with gold standard measurement to 

replace clinical evaluation and PSG sleep testing, however are an opportunity as 

powerful patient engagement tools for long-term sleep measurement.  
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Strengths and Limitations of this study

 Consumer grade devices were compared with gold standard in clinic patients.

 More than one device was included for comparison.

 This study includes measure of sleep parameters that clinicians frequently need 

to review in daily practice, such as total sleep time and sleep efficiency.

 High device failure was found in this study, confirming that consumer grade 

devices cannot be used to replace high fidelity diagnostic measurement.

 This sample had patients with sleep apnoea, insomnia or hypersomnia as their 

final sleep diagnosis.  

Patient and Public involvement
Patients at our sleep disorders centre sparked the initial interest into assessing the 

accuracy of consumer-grade sleep monitors.  Our clinicians were often asked about the 

accuracy of home sleep monitors.  To answer this question our team invited the patients 

to be involved in evaluating three commonly available consumer grade devices.  

Participants were not paid for their involvement but did provide written consent.  The 

findings of this research suggest that consumer-grade sleep monitors can give insights 

into trends in sleep, but are not accurate enough to replace laboratory measurement.  
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BACKGROUND
Poor sleep quality and duration has been shown to be an independent risk to 

overall mortality and for many chronic diseases.1  The gold standard test for the 

measurement of sleep and diagnosis of sleep disorders is attended polysomnography 

(PSG). However, this is an involved and costly test that requires complex equipment, 

dedicated space, trained staff, and does not lend itself well to multi-night monitoring.

Sales of consumer sleep monitors and wearable consumer-grade smart devices 

have dramatically increased in recent years, with 33 million units estimated to have 

been sold in the United States in 20152 and the estimated value of the wearable 

industry in the USA expected to grow to $USD8.5 billion in 2020.3,4   Consumer-grade 

devices fall into three major categories (i) wrist based devices (eg Jawbone®, FitBit®); 

(ii) Bedside devices (eg ResMed S+®, Touch-Free Life Care®); and (iii) Mattress-based 

devices (eg Beddit®, EarlySense Mattress®, Emfit Bed Sensor®).  Each of the 

categories of devices utilise unique proprietary algorithms for inferring wake/sleep, body 

position and measures of sleep quality.

The Jawbone UP® (the precursor to the UP3 used in this study) has been 

compared to PSG in adolescents and concluded to have good agreements for TST, SE 

and wake after sleep onset (WASO), however the tendency to underestimate TST and 

sleep efficiency increased with age.5 In a study of adult women, the FitBitChargeHR® 

overestimated TST by 27min, and was found to have significantly different SOL and 

WASO compared to PSG.5 Similarly in adolescents the Jawbone UP® tended to 

overestimate TST and SOL, whilst underestimating WASO. The researchers also found 

greater discrepancies in nights when participants had more disrupted sleep (ie lower 

TST and greater SOL and WASO).6 

In patients with suspected central disorders of hypersomnolence, the Jawbone 

UP3® was found to significantly overestimate TST by an average of 39.6 minutes 

compared to PSG and was not able to discriminate stages of sleep adequately.7 

Interestingly, the Jawbone UP3® performed similarly to actigraphy in this study. Another 

clinical study found that the FitBit Flex® overestimated TST more in a group of insomnia 

patients compared to good sleepers (32.9 mins vs. 6.5 mins).8 Taken together, these 
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two studies suggest that consumer-grade sleep devices are less accurate at measuring 

TST in a clinical sleep disorder population, than they are for good sleepers. 

Beddit® in 10 health controls was found to have poor agreement with TST, 

WASO and SE.9  SOL was the only measure to have agreement, but had a wide 

variance.9 The sensor technology used in the ResMed S+® device has been shown to 

have moderate accuracy in measuring TST and sleep efficiency in healthy volunteers 

compared to PSG.10  Furthermore its utility in measuring sleep disordered breathing has 

been investigated and found to have reasonable accuracy in detecting moderate 

obstructive sleep apnoea, with a sensitivity of 89% and specificity 92%.11 

Patients are increasingly attending sleep clinics with downloads from these 

devices for discussion with primary care physicians and sleep specialists, or asking 

clinicians which consumer grade device is best to track sleep at home.  These 

commonly encountered situations in the sleep clinic raise the questions: how reliable 

are consumer grade devices, and which type of technology is most comparable to gold 

standard?  This study aims to answer these questions with an in-laboratory comparison 

of PSG with the three consumer devices - Jaw Bone UP3®, Beddit® and ResMed S+® 

in a sleep clinic population.  It was hypothesized that these devices would have similar 

accuracy in detecting TST, SOL, WASO and SE.  

METHODS

Study Population
54 adult patients were consecutively recruited through a private sleep disorders centre 

in Melbourne, Australia from June 2015 to February 2016.  Inclusion criteria were age 

>18years and any patient who required overnight polysomnography as standard 

investigation following sleep physician review to either confirm or exclude sleep 

disordered breathing.  All patients attending the laboratory for a polysomnogram were 

screened for inclusion.  Exclusion criteria were age <18years, positive airway pressure 

titration study, pregnancy and cognitive impairment.  Figure 1 demonstrates the consort 

statement.  

Procedure
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All assessments took place at an attended sleep laboratory in Melbourne, 

Australia. The study was approved by the Human Research and Ethics Committee of St 

Vincent’s Hospital, Melbourne (LRR141/15).  Sleep laboratory staff were trained to set 

up the 3 devices in addition to regular overnight polysomnography monitoring; lights out 

time was noted for synchronisation across all devices.  The primary outcome measure 

was Total Sleep Time (TST) and secondary outcomes were sleep onset latency (SOL, 

min), sleep efficiency (SE, %) as TST/(TST+ total wake time) and wake after sleep 

onset (WASO, min).  Other measures from the consumer grade devices such as time 

spent in light, deep or rapid eye movement sleep was not compared in this analysis.  

Polysomnographic Recording
PSG was measured using a standard six-channel electroencephalography, 

submental electromyography and electrooculography, electrocardiogram, airflow 

(thermistor & nasal cannula), respiratory effort, oximetry, snoring (dB sound meter), 

body position, pulse rate, leg electromyography and digital video, recorded according to 

American Academy of Sleep Medicine standards.12  The following standard sleep 

parameters were recorded via PSG: Total sleep time (TST), sleep onset latency (SOL, 

min), total wake time (TWT, min), sleep efficiency (SE, %) as TST/(TST+TWT) and 

wake after sleep onset (WASO, min).  Participants were classified as having obstructive 

sleep apnoea if the apnoea hypopnoea index was >5 events/hr.  A single registered 

polysomnographic technologist scoring the PSG was blinded to the download of 

consumer grade devices and raw data was scored using Compumedics® amplifiers and 

Profusion software version 3 (Compumedics®, Abbotsford, Victoria, Australia).

JawBone UP3®

Participants were fitted with the JawBone Up3® on the participant’s non 

dominant wrist with the Jawbone UP3® shortly before lights out time.  Data was 

collected via a dedicated iPod Touch, synced to the Jawbone® app version 4.0.0.13  

This consumer-grade actigraphy device has a three-axis accelerometer and heart rate 

monitor, which together measure TST, SOL, WASO and SE which were exported by a 

technician the following morning after the PSG was complete.

ResMed S+®
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The ResMed S+® is a non-contact radio-frequency sensor that continuously 

measures the biomotion due to breathing and body-movement in bed. The sensor 

operates in a license-free band at 5.8 GHz, emits an average power less than 1 mV and 

is capable of sensing movement and breathing over a distance ranging from 0.3 to 1.5 

meters.  The device was positioned by the bedside and synced shortly before lights out 

time to a dedicated iPod with the ResMed S+® app Version 1.2.1. 14  Measurements 

from the ResMed S+® were TST, SOL, WASO, SE which were exported by a 

technician the following morning after the PSG was complete.  

Beddit®
The primary sensor in the Beddit® is a piezoelectric 70cm band that was 

attached to the mattress prior to patients getting into bed.  The device detects micro-

movements of the chest wall from heartbeats and respiration and uses 

ballistocardiography to infer sleep stage and time.  Ballistocardiography is a non-

invasive measurement of cardiac output and respiration by converting mechanical 

motion (e.g. movement generated by a heartbeat) to a digital signal.  Measurements 

from the Beddit® were taken each night using the device synced to a dedicated iPod 

running the Beddit® app version 1.15  Output from the app included TST, SOL, WASO, 

SE and HR which were exported by a technician the following morning after the PSG 

was complete.  

Statistical analyses
Each of the three non-invasive devices were compared with PSG as the gold 

standard on an intention to treat basis.  The primary and secondary outcomes were 

compared on total measurements over the night, not epoch-by-epoch method.  

Summary statistics of the study population are presented. For all normally distributed 

continuous variables mean and SD, whereas for non-normally distributed variables 

median and IQR were presented. Normality was assessed using the Shapiro-Wilk’s test. 

Frequencies and proportions are presented for categorical variables.  Extent of 

agreement and reliability between gold standard and each of the selected test devices, 

was assessed using Intraclass Correlation Coefficients (ICCs) with two-way random-
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effects model. Agreement was considered moderate, good and excellent if the ICC 

values were between 0.5 and 0.75, 0.75 and 0.9 and >0.9 respectively16.  

Additionally, Bland-Altman plots17 were used to visualize the agreement between 

gold standard polysomnography and each of the selected devices.  The average of two 

measurements was plotted on x-axis and difference between the two along y-axis. The 

mean of the differences provided an estimate of average bias between the methods. 

The upper and lower Limits of agreement (LOA) were calculated which correspond to 

the mean difference (Gold standard–Selected method) ±2 standard deviations (SD). 

LOA estimated the interval that a given proportion of differences between the 

measurements is likely to lie within and will be used to determine if the methods can be 

used interchangeably.  Cohen’s d is reported for the magnitude of the effect size. In 

case of non-normally distributed data, effect size ‘r’ was calculated by dividing Z statistic 

by the square root of the sample size (N)). Interpretation of r is 0.10 - < 0.3 (small 

effect), 0.30 - < 0.5 (moderate effect) and >= 0.5 (large effect)18. Data were analysed 

using R (4.0.4) (https://www.r-project.org/) (R Core Team, 2017).

RESULTS
Fifty-four adult patients (57% females) with a mean age of 48.09 (±SD 18.05) 

years participated in this study. Table 1 presents demographics of study population.  

The final sleep diagnosis found was obstructive sleep apnoea in 33 (61%), insomnia 9 

(17%) and central hyper-somnolence disorder in 12 (22%) participants. The mean PSG 

detected TST was 371min (SD±69), SOL of 16min (SD±15), WASO 63min (SD±56) and 

SE of 82% (SD±13%).  The absolute values of the measurements for each device is 

summarised in table 2.

The results of the Bland-Altman analyses and intra-class correlation are 

summarized in table 3. For our primary outcome, TST, the mean difference between 

Jawbone UP3®  and PSG  was -28.57min indicating that on an average the Jawbone 

UP3®  overestimated TST by 28mins (LOA= -157.37 to 100.23). The magnitude of 

effect size was small (d=0.4).  Generally, PSG measured TST 157mins below or 

100mins above Jawbone, however, data were closer between 300-400min.  A moderate 

degree of reliability for recording TST was found between PSG and Jawbone UP3® with 
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an intra-class correlation coefficient (ICC) of 0.6 and 95% CI from 0.34 to 0.77 

(p<0.001). The mean difference in SOL between PSG and Jawbone UP3® was -0.14 

min (LOA= -40.23 to 39.95), demonstrating an overestimation of SOL by Jawbone 

UP3® by 0.14 min. This negative bias seems to be due to measurements over 15 min. 

The magnitude of difference was small (r=0.2).The reliability between the two methods 

was between poor to moderate (ICC=0.29; 95% CI=-0.04 to 0.57; p=0.04).  Similarly, 

Jawbone UP3® overestimated WASO by only 1.7min (LOA= -105.71 to 102.32, d=0.03) 

and bias was seen for measurements over 50 minutes.  The agreement between 

Jawbone UP3® and PSG for WASO was between poor to moderate (ICC=0.55; 95% 

CI= 0.29-0.73; p <0.001). However, sleep efficiency was underestimated by Jawbone by 

0.5% (LOA: -18.96 to 19.99), with bias found with measurements less than 85%. The 

magnitude of difference was small (d=0.05) The ICC for agreement between Jawbone 

Up3® and PSG regarding SE was 0.66 (95% CI=0.41 to 0.81; p<0.001) indicating poor 

to good reliability between the two measures based on 95% CI.  

The ResMed S+® underestimated TST by 34 min (LOA= -183.33 to 257.06), with 

3 measurements outside the LOA, and magnitude of difference was small (r=0.21). ICC 

of 0.36 (95% CI: 0.02-0.63; p=0.02) indicating ‘poor to moderate’ reliability.  Conversely, 

ResMed S+® overestimated SOL by 35.6 min (LOA = -128.89 to 57.68) and effect size 

was large (r=0.8). The negative bias was seen with measurements greater than 30min. 

A poor agreement for SOL was seen between the two methods (ICC -0.01 (95% CI:-

0.21 – 0.26; p=0.51)).  Similarly ResMed S+® recorded WASO 27 min more than PSG 

(LOA:-127.9 to 73.53 min) and a large effect was found (r=0.52). Reliability between 

methods was between poor to excellent (ICC= 0.61; 95% CI= 0.28 to 0.8, p <0.01)).  

Sleep efficiency was underestimated by ResMed S+®, by 15.88 min (LOA=-22.31 to 

54.06) and the effect size was large (r=0.8) ICC value of 0.28 (95% CI= -0.06 to 0.58; 

p=0.06) was found.  

The Beddit® and PSG had the least agreement for all outcomes except TST 

compared to other devices.  TST was underestimated by 53min (LOA= -132.01 to 

238.79) The magnitude of difference was large (r=0.55) and reliability poor to moderate 

(ICC= 0.40; 95% CI=0.09 to 0.63; p =0.01).   SOL was overestimated by 45min (LOA= -

163.33 to 74.09) with a large effect size (r=0.78) and poor reliability (ICC = 0.004 (95% 
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CI=-0.173 to 0.22; p=0.48). SE was underestimated by 1.35% (LOA= -36.11 to 38.81) 

with a small effect size (r=0.13) and poor agreement (ICC 0.26;95% CI=-0.04 to 0.51; 

p=0.06).  

Figure 2-4 demonstrates TST agreement for the three devices compared with 

PSG displayed as Bland-Altman plots and Table 3 summarises the mean differences 

and intra-class correlation coefficients. Bland-Altman plots for the three devices and 

SOL, WASO and SE compared with PSG are shown in supplementary figure 1.  

Consumer-grade recording failure
Consumer-grade devices were set-up by Sleep Scientist staff each night at the 

time of the standard PSG set-up.  Despite this, device or recording failure resulting in 

inability to record sufficient data, on the single night of recording, in the consumer-grade 

devices was common. Failure to synchronise with the dedicated Bluetooth device was 

the most common reason for device failure.  The ResMed S+® failed to synchronise the 

most, with 25/54 nights (46%) resulting in recording failure.  The Jawbone and Beddit 

had similar rates of synchronisation failure (12/54, 22%), however not usually in the 

same room or on the same patient.  Comparisons were made on an intention to treat 

analysis, even where large differences in TST were seen.  

DISCUSSION
The agreement of these three consumer-grade smart devices have 

simultaneously been compared with gold standard attended PSG in an adult sleep clinic 

cohort.  For each of the devices, there were components of sleep measurement with 

poor to moderate agreement with the gold standard.  This study found the primary 

outcome measure of TST was overestimated by, Jawbone UP3® whereas both 

ResMed S+® and Beddit® underestimated it.  The Jawbone UP3® also overestimated 

SOL and WASO, however the magnitude of difference was very small. Generally 

Jawbone UP3®   had  better agreement across all outcomes however for  SE 

agreement was better between ResMed S+® and PSG .  The Beddit® had the least 
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agreement with PSG, all components having poor agreement when compared with gold 

standard PSG.  

Wearable devices, particularly wrist-worn accelerometers have now been widely 

compared with PSG.  Similar to the results of this study, the accelerometers have been 

shown to overestimate total sleep time by around 20-30minutes, particularly in sleep 

disordered populations compared with healthy controls.5,6,8 Previous investigations into 

consumer grade accelerometers in clinical populations found TST overestimated by 

32.9min8 in a population of 33 insomnia patients and 39min in 43 hyper-somnolence 

patients7.  In our study SOL had a large confidence interval, with bias found with 

measurements over 15min, consistent with findings of a recent systematic review and 

meta-analysis.19   

 The Beddit® device is one of the least reviewed consumer grade devices out of 

the three assessed in this study.  Tuominen et al. (2019) found in 10 healthy controls 

the Beddit® overestimated total sleep time by 43min, whereas our data suggests a 

significant underestimation (PSG TST 371min versus Beddit® TST 321 min) with a 

larger sample size (n = 42).  Tuominen et al. (2019) was also able to access WASO 

data, which was not available with the model of Beddit® tested in this study, and found 

to underestimate WASO by 32min.  Non-wearable devices have a potential growing 

market as non-intrusive home monitors of sleep, as they can be applied in a “set and 

forget” method. Thus further refinement and evaluation of bed-based devices would be 

desirable.  

The high device synchronisation failure rate in our study is concerning, despite 

the set-up being performed by sleep laboratory scientific staff.  There is no way to 

calibrate these consumer-grade devices over time and it is difficult to monitor device 

connectivity to the Bluetooth device until the next morning.  The high failure rate further 

confirms the role of these consumer devices is not to replace that of a diagnostic sleep 

study.  

The main strength of this study was the sample size and that it was conducted in 

a clinical adult sleep population with a range of suspected sleep disorders.  This makes 

the findings more translatable to clinicians managing patients with sleep disorders.  

Further, assessing a number of different devices is a novel approach.  The weaknesses 
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of the study include a high device recording failure rate, predominantly with Bluetooth 

synchronisation failure.  Epoch-by-epoch analysis was not performed.  Further, sales of 

devices tested in this study have since been discontinued; however, the technology has 

been incorporated into subsequent models that are still available.  

  This study indicates that the wrist worn Jawbone UP3® had the best agreement 

in measuring sleep compared with gold standard and can provide useful information 

about commonly measured parameters of sleep quality.  For Sleep Medicine Clinicians, 

the translation of these findings, is that when our patients present with longitudinal 

measurements of sleep from their consumer grade devices, we can be reassured that 

wrist worn devices have reasonably accuracy and can be harnessed as an engagement 

tool for behavioural sleep interventions.  This is consistent message with the American 

Academy of Sleep Medicine’s position statement about the use of consumer-grade 

sleep devices stating that these devices cannot be used for clinical diagnosis, however 

they allow for meaningful discussions with patients about sleep and encourage active 

participation in sleep-related health care.20    

CONCLUSION
Given the large body of literature linking sleep quality to mortality and many 

chronic diseases, patient-collected longitudinal sleep data provides a powerful insight 

into a patient’s overall health.  This study adds to the data of consumer grade wearable 

sleep monitors, showing they can provide some reliable information compared to gold 

standard PSG, however do not replace clinical evaluation and gold-standard PSG sleep 

testing.  In reviewing sleep data collected by patients with consumer-grade devices, 

clinicians are encouraging measurement and quantification of sleep, which in turn will 

likely emphasise the importance of quality sleep in maintaining good health. 
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Table 1. Patient demographics 

Variable Results (n = 54)
Age in years, mean (SD) 48.09 (±SD 18.05)

Gender 31 (57%) women

23 (43%) men

BMI kg/m2, median (IQR) 27 (24-31)

PSG AHI events/hr, median (IQR) 9 (3-18.75)

Indication for PSG
Rule in suspected OSA 32 (60%)

Rule out OSA 22 (40%)

Final clinical diagnosis
OSA syndrome 33 (61%)

Insomnia 9 (17%)

Hypersomnia 12 (22%)

PSG, Polysomnogram; BMI, Body Mass Index; AHI, Apnoea hypopnoea index; OSA, 

Obstructive sleep apnoea
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Table 2 Mean sleep duration 

DEVICE
VARIABLE PSG Jawbone UP3® 

(N = 42)

ResMed S+® 

(N = 29)

Beddit® 

(N = 42)

TST (MIN SD±) 371 ±69 397 ±83 345.8 ±120  321 ±107 

SOL (MIN) 16 ±15 18 ±16 50 ±44 60 ±57

WASO (MIN) 63 ±56 65 ±55 80 ±72 -

SE (%) 82.4 ±13 82.9 ±11 68.8 ±21 81 ±17

PSG, polysomnography; TST, Total sleep time; SOL, sleep onset latency; WASO, 

Wake After Sleep Onset; and SE sleep efficiency.  
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Table 3.  Comparison of the outcomes between polysomnography (gold standard) and 

each of the selected methods 

TST (min) SOL (min) WASO (min)  (%)

Jawbone vs PSG Bland-Altman Analysis
N 42 36 41 35

Bias -28.57 -0.14 -1.70 0.51

LOA -157.37 to 

100.23

-40.23 to 39.95 -105.71 to 

102.32

-18.96 to 19.99

Cohen’s d  or r 
(Magnitude)

0.44 (Small) 0.13* (Small) 0.03 (Small) 0.05 (Small)

ICC 0.6 (95% CI= 

0.34-0.77; 

p<0.001)

0.29 (95% CI= -

0.04-0.57; 

p=0.04)

0.55 (95% 

CI= 0.29-

0.73; p 

<0.001).

0.65 (95% 

CI=0.41-0.81; 

p<0.001)

ResMed S+ vs PSG Bland-Altman Analysis
N 29 29 29 29

Bias 34.36 -35.60 -27.19 15.88

LOA -188.34 to 

257.06

-128.89 to 57.68 -127.91 to 

73.53

-22.31 to 54.06

Cohen’s d  or r 
(Magnitude)

*0.41 

(Moderate)

*0.81 (Large) *0.52 (Large) *0.8(Large)

ICC 0.36 (95% CI: 

0.02-0.63; 

p=0.02)

-0.01 (95% CI:-

0.21-0.26; 

p=0.51)

0.61 (95% 

CI= 0.28-0.8; 

p <0.01)

0.06 (95% CI= -

0.06-0.58; 

p=0.06)

Beddit vs PSG. Bland-Altman Analysis
N 42 42 NA 44

Bias 53.39 -44.62 NA 1.35

LOA -132.0 to 238.79 -163.33 to 74.09 NA -36.11 to 38.81
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Cohen’s d  or r 
(Magnitude)

*0.55(Large) *0.78(Large) NA *0.31 (Small)

ICC 0.40 (95% 

CI=0.09-0.63; p 

=0.01)

0.004 (95% CI=-

0.173-0.22; 

p=0.48)

NA 0.26;95% CI=-

0.04 to 0.51; 

p=0.06
PSG, polysomnography; TST, Total sleep time; SOL, sleep onset latency; WASO, Wake After Sleep 

Onset; and SE sleep efficiency.  N=count of pairwise complete cases in groups; LOA=Limits of 

Agreement (MD±2SD) * effect size=r

Figure captions
Figure 1 CONSORT statement of included participants.  CPAP, Continuous 

Positive Airway pressure.

Figure 2 Bland-Altman plot of the TST recorded by the Jawbone UP3® and PSG.  

The middle line represents the mean difference (-28.57min) and the upper and lower 

dotted line represents the upper and lower limits of agreement (LOA= -157.37 to 

100.23).  This shows PSG measured TST 157mins below or 100mins above Jawbone, 

however, data were closer between 300-400min.  TST, total sleep time; PSG, 

polysomnography; LOA, limits of agreement.  

Figure 3 Bland-Altman plot of the TST recorded by the ResMed S+® and PSG.  

The middle line represents the mean difference (34.36min) and the upper and lower 

dotted line represents the upper and lower limits of agreement (LOA= -183.33 to 

257.06). TST, total sleep time; PSG, polysomnography; LOA, limits of agreement.  

Figure 4.  Bland-Altman plot of the TST recorded by the Beddit® and PSG.  The 

middle line represents the mean difference (53.39min) and the upper and lower dotted 

line represents the upper and lower limits of agreement (LOA=-132.01 to 238.79). TST, 

total sleep time; PSG, polysomnography; LOA, limits of agreement.  

Supplementary Figure 1 Bland-Altman plot of the recorded by PSG compared with 

the three devices.  The middle line represents the mean difference and the upper and 

lower dotted line represents the upper and lower limits of agreement.  

(5a) Sleep onset latency (SOL) Jawbone UP3® compared with PSG

(5b) Sleep onset latency (SOL) ResMed S+® compared with PSG
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(5c) Sleep onset latency (SOL) Beddit® compared with PSG

(5d) Wake after sleep onset  (WASO) Jawbone UP3® compared with PSG

(5e) Wake after sleep onset (WASO) ResMed S+® compared with PSG

(5f) Sleep efficiency (SE) Jawbone UP3® compared with PSG

(5g) Sleep efficiency (SE) ResMed S+® compared with PSG

(5h) Sleep efficiency (SE) Beddit® compared with PSG
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Figure 1 - Consort statement of data collection. 
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Figure 2 Bland-Altman plot of the TST recorded by the Jawbone UP3® and PSG.  The middle line represents 
the mean difference (-28.57min) and the upper and lower dotted line represents the upper and lower limits 
of agreement (LOA= -157.37 to 100.23).  This shows PSG measured TST 157mins below or 100mins above 
Jawbone, however, data were closer between 300-400min.  TST, total sleep time; PSG, polysomnography; 

LOA, limits of agreement.   
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Figure 3 Bland-Altman plot of the TST recorded by the ResMed S+® and PSG.  The middle line represents 
the mean difference (34.36min) and the upper and lower dotted line represents the upper and lower limits 

of agreement (LOA= -183.33 to 257.06). TST, total sleep time; PSG, polysomnography; LOA, limits of 
agreement.   
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Figure 4.   Bland-Altman plot of the TST recorded by the Beddit® and PSG.  The middle line represents the 
mean difference (53.39min) and the upper and lower dotted line represents the upper and lower limits of 

agreement (LOA=-132.01 to 238.79). TST, total sleep time; PSG, polysomnography; LOA, limits of 
agreement.   
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3 Scientific and clinical background, including the intended use and clinical role of the index test 4
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were performed (prospective study) or after (retrospective study)
Participants 6 Eligibility criteria 5-7
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8 Where and when potentially eligible participants were identified (setting, location and dates) 5-7
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of the index test, distinguishing pre-specified from exploratory
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12b Definition of and rationale for test positivity cut-offs or result categories 
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to the performers/readers of the index test

6

13b Whether clinical information and index test results were available 
to the assessors of the reference standard

6

Analysis 14 Methods for estimating or comparing measures of diagnostic accuracy 7-8
15 How indeterminate index test or reference standard results were handled 7
16 How missing data on the index test and reference standard were handled 10
17 Any analyses of variability in diagnostic accuracy, distinguishing pre-specified from exploratory 5
18 Intended sample size and how it was determined -

RESULTS
Participants 19 Flow of participants, using a diagram Figure1

20 Baseline demographic and clinical characteristics of participants Table 1
21a Distribution of severity of disease in those with the target condition Table 1
21b Distribution of alternative diagnoses in those without the target condition -
22 Time interval and any clinical interventions between index test and reference standard -

Test results 23 Cross tabulation of the index test results (or their distribution) 
by the results of the reference standard

Table 2

24 Estimates of diagnostic accuracy and their precision (such as 95% confidence intervals) Table 3
25 Any adverse events from performing the index test or the reference standard -

DISCUSSION
26 Study limitations, including sources of potential bias, statistical uncertainty, and generalisability 11-12
27 Implications for practice, including the intended use and clinical role of the index test 12
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28 Registration number and name of registry -
29 Where the full study protocol can be accessed -
30 Sources of funding and other support; role of funders 13
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STARD 2015

AIM 

STARD stands for “Standards for Reporting Diagnostic accuracy studies”. This list of items was developed to contribute to the 
completeness and transparency of reporting of diagnostic accuracy studies. Authors can use the list to write informative 
study reports. Editors and peer-reviewers can use it to evaluate whether the information has been included in manuscripts 
submitted for publication. 

EXPLANATION

A diagnostic accuracy study evaluates the ability of one or more medical tests to correctly classify study participants as 
having a target condition. This can be a disease, a disease stage, response or benefit from therapy, or an event or condition 
in the future. A medical test can be an imaging procedure, a laboratory test, elements from history and physical examination, 
a combination of these, or any other method for collecting information about the current health status of a patient.

The test whose accuracy is evaluated is called index test. A study can evaluate the accuracy of one or more index tests. 
Evaluating the ability of a medical test to correctly classify patients is typically done by comparing the distribution of the 
index test results with those of the reference standard. The reference standard is the best available method for establishing 
the presence or absence of the target condition. An accuracy study can rely on one or more reference standards.

If test results are categorized as either positive or negative, the cross tabulation of the index test results against those of the 
reference standard can be used to estimate the sensitivity of the index test (the proportion of participants with the target 
condition who have a positive index test), and its specificity (the proportion without the target condition who have a negative 
index test). From this cross tabulation (sometimes referred to as the contingency or “2x2” table), several other accuracy 
statistics can be estimated, such as the positive and negative predictive values of the test. Confidence intervals around 
estimates of accuracy can then be calculated to quantify the statistical precision of the measurements.

If the index test results can take more than two values, categorization of test results as positive or negative requires a test 
positivity cut-off. When multiple such cut-offs can be defined, authors can report a receiver operating characteristic (ROC) 
curve which graphically represents the combination of sensitivity and specificity for each possible test positivity cut-off. The 
area under the ROC curve informs in a single numerical value about the overall diagnostic accuracy of the index test. 

The intended use of a medical test can be diagnosis, screening, staging, monitoring, surveillance, prediction or prognosis. The 
clinical role of a test explains its position relative to existing tests in the clinical pathway. A replacement test, for example, 
replaces an existing test. A triage test is used before an existing test; an add-on test is used after an existing test. 

Besides diagnostic accuracy, several other outcomes and statistics may be relevant in the evaluation of medical tests. Medical 
tests can also be used to classify patients for purposes other than diagnosis, such as staging or prognosis. The STARD list was 
not explicitly developed for these other outcomes, statistics, and study types, although most STARD items would still apply. 

DEVELOPMENT

This STARD list was released in 2015. The 30 items were identified by an international expert group of methodologists, 
researchers, and editors. The guiding principle in the development of STARD was to select items that, when reported, would 
help readers to judge the potential for bias in the study, to appraise the applicability of the study findings and the validity of 
conclusions and recommendations. The list represents an update of the first version, which was published in 2003. 

More information can be found on http://www.equator-network.org/reporting-guidelines/stard.
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ABSTRACT: 
Objectives:  Consumer-grade smart devices are now commonly used by the public to measure 

waking activity and sleep.  However, the ability of these devices to accurately measure sleep in 

clinical populations warrants more examination.  The aim of the present study was to assess the 

accuracy of three consumer-grade sleep monitors compared with gold standard 

polysomnography (PSG).  

Design: A prospective cohort study was performed.  

Setting: Adults undergoing PSG for investigation of a suspected sleep disorder.  

Participants: 54 sleep-clinic patients were assessed using three consumer-grade sleep 

monitors (Jawbone UP3®, ResMed S+® and Beddit®) in addition to PSG.  

Outcomes:  Jawbone UP3®, ResMed S+® and Beddit® were compared with gold standard in-

laboratory polysomnography on 4 major sleep parameters - total sleep time (TST), sleep onset 

latency (SOL), Wake After Sleep Onset (WASO) and sleep efficiency (SE).  

Results: The accelerometer Jawbone UP3® was found to overestimate TST by 28mins (limits 

of agreement, LOA= -100.23 to 157.37), with reasonable agreement compared with gold 

standard for TST, WASO and SE. The doppler radar ResMed S+® device underestimated TST 

by 34mins (LOA= -257.06 to 188.34) and had poor absolute agreement compared with PSG for 

TST, SOL and SE.  The mattress device, Beddit® underestimated TST by 53mins (LOA= -

238.79 to 132) on average and poor reliability compared to PSG for all measures except TST.  

High device synchronisation failure occurred, with 20% of recordings incomplete due to 

Bluetooth drop out and recording loss.  

Conclusion: Poor to moderate agreement was found between PSG and each of the tested 

devices, however Jawbone UP3® had relatively better absolute agreement than other devices 

in sleep measurements compared with PSG.  Consumer grade devices assessed do not have 

strong enough agreement with gold standard measurement to replace clinical evaluation and 

PSG sleep testing.  The models tested here have been superseded and newer models may 

have increase accuracy and thus potentially powerful patient engagement tools for long-term 

sleep measurement.  
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Strengths and Limitations of this study

 Consumer grade devices were compared with gold standard in clinic patients.

 More than one device was included for comparison.

 This study includes measure of sleep parameters that clinicians frequently need to 

review in daily practice, such as total sleep time and sleep efficiency.

 High device failure was found in this study, confirming that consumer grade devices 

cannot be used to replace high fidelity diagnostic measurement.

 This sample had patients with sleep apnoea, insomnia or hypersomnia as their final 

sleep diagnosis.  
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BACKGROUND
Poor sleep quality and duration has been shown to be an independent risk to overall 

mortality and for many chronic diseases.1  The gold standard test for the measurement of sleep 

and diagnosis of sleep disorders is attended polysomnography (PSG). However, this is an 

involved and costly test, that requires complex equipment, dedicated space, trained staff, and 

does not lend itself well to multi-night monitoring.

Sales of consumer sleep monitors and wearable consumer-grade smart devices have 

dramatically increased in recent years, with 33 million units estimated to have been sold in the 

United States in 20152 and the estimated value of the wearable industry in the USA expected to 

grow to $USD8.5 billion in 2020.3 4   Consumer-grade devices fall into three major categories (i) 

wrist based devices (eg Jawbone®, FitBit®); (ii) Bedside devices (eg ResMed S+®, Touch-Free 

Life Care®); and (iii) Mattress-based devices (eg Beddit®, EarlySense Mattress®, Emfit Bed 

Sensor®).  Each of the categories of devices utilise unique proprietary algorithms for inferring 

wake/sleep, body position and measures of sleep quality.

The Jawbone UP® (the precursor to the UP3 used in this study) has been compared to 

PSG in adolescents and concluded to have good agreements for TST, SE and wake after sleep 

onset (WASO), however the tendency to underestimate TST and sleep efficiency increased with 

age.5 In a study of adult women, the FitBitChargeHR® overestimated TST by 27min, and was 

found to have significantly different SOL and WASO compared to PSG.5 Similarly in adolescents 

the Jawbone UP® tended to overestimate TST and SOL, whilst underestimating WASO. The 

researchers also found greater discrepancies in nights when participants had more disrupted 

sleep (i.e., lower TST and greater SOL and WASO).5  In patients with suspected central 

disorders of hypersomnolence, the Jawbone UP3® was found to significantly overestimate TST 

by an average of 39.6 minutes compared to PSG and was not able to discriminate stages of 

sleep adequately.6 Interestingly, the Jawbone UP3® performed similarly to actigraphy in this 

study. Another clinical study found that the FitBit Flex® overestimated TST more in a group of 

insomnia patients compared to good sleepers (32.9 mins vs. 6.5 mins).7 Taken together, these 

two studies suggest that consumer-grade sleep devices are less accurate at measuring TST in 

a clinical sleep disorder population, than they are for good sleepers. 

The Beddit® mattresses based device has been found in 10 health controls to have poor 

agreement with TST (overestimated by 43.5min), WASO and SE.8  SOL was the only measure 

to have agreement, but had a wide variance.8 The sensor technology used in the ResMed S+® 

device has been shown to have moderate accuracy in measuring TST and sleep efficiency in 
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healthy volunteers compared to PSG.9  Furthermore its utility in measuring sleep disordered 

breathing has been investigated and found to have reasonable accuracy in detecting moderate 

obstructive sleep apnoea, with a sensitivity of 89% and specificity 92%.10 

Patients are increasingly attending sleep clinics with downloads from consumer-grade 

devices for discussion with primary care physicians and sleep specialists.  These commonly 

encountered situations in the sleep clinic raise the questions: how reliable are consumer-grade 

devices, and which type of technology is most comparable to gold standard?  This study aims to 

answer these questions with an in-laboratory comparison of PSG with the three consumer 

devices - Jaw Bone UP3®, Beddit® and ResMed S+® in a sleep clinic population.  It was 

hypothesized that these devices would have similar accuracy in detecting TST, SOL, WASO 

and SE.  

METHODS

Study Population
54 adult patients were consecutively recruited through a private sleep disorders centre in 

Melbourne, Australia from June 2015 to February 2016.  Inclusion criteria were age >18years 

and any patient who required overnight polysomnography as standard investigation following 

sleep physician review to either confirm or exclude sleep disordered breathing.  All patients 

attending the laboratory for a polysomnogram were screened for inclusion.  Exclusion criteria 

were age <18years, positive airway pressure titration study, pregnancy and cognitive 

impairment.  Figure 1 demonstrates the consort statement.  

Procedure
All assessments took place at an attended sleep laboratory in Melbourne, Australia. The 

study was approved by the Human Research and Ethics Committee of St Vincent’s Hospital, 

Melbourne (LRR141/15).  Sleep laboratory staff were trained to set up the 3 devices in addition 

to regular overnight polysomnography monitoring; lights out time was noted for synchronisation 

across all devices.  The primary outcome measure was Total Sleep Time (TST) and secondary 

outcomes were sleep onset latency (SOL, min), sleep efficiency (SE, %) as TST/(TST+ total 

wake time) and wake after sleep onset (WASO, min).  Other measures from the consumer 

grade devices such as time spent in light, deep or rapid eye movement sleep was not compared 

in this analysis.  
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Polysomnographic Recording
PSG was measured using a standard six-channel electroencephalography, submental 

electromyography and electrooculography, electrocardiogram, airflow (thermistor & nasal 

cannula), respiratory effort, oximetry, snoring (dB sound meter), body position, pulse rate, leg 

electromyography and digital video, recorded according to American Academy of Sleep 

Medicine standards.11  The following standard sleep parameters were recorded via PSG: Total 

sleep time (TST), sleep onset latency (SOL, min), total wake time (TWT, min), sleep efficiency 

(SE, %) as TST/(TST+TWT) and wake after sleep onset (WASO, min).  Participants were 

classified as having obstructive sleep apnoea if the apnoea hypopnoea index was >5 events/hr.  

A single registered polysomnographic technologist scoring the PSG was blinded to the 

download of consumer grade devices and raw data was scored using Compumedics® 

amplifiers and Profusion software version 3 (Compumedics®, Abbotsford, Victoria, Australia).

JawBone UP3®

Participants were fitted with the JawBone Up3® on the participant’s non dominant wrist 

with the Jawbone UP3® shortly before lights out time.  Data was collected via a dedicated iPod 

Touch, synced to the Jawbone® app version 4.0.0.12  This consumer-grade actigraphy device 

has a three-axis accelerometer and heart rate monitor, which together measure TST, SOL, 

WASO and SE which were exported by a technician the following morning after the PSG was 

complete.

ResMed S+®

The ResMed S+® is a non-contact radio-frequency sensor that continuously measures 

the biomotion due to breathing and body-movement in bed. The sensor operates in a license-

free band at 5.8 GHz, emits an average power less than 1 mV and is capable of sensing 

movement and breathing over a distance ranging from 0.3 to 1.5 meters.  The device was 

positioned by the bedside and synced shortly before lights out time to a dedicated iPod with the 

ResMed S+® app Version 1.2.1. 13  Measurements from the ResMed S+® were TST, SOL, 

WASO, SE which were exported by a technician the following morning after the PSG was 

complete.  

Beddit®
The primary sensor in the Beddit® is a piezoelectric 70cm band that was attached to the 

mattress prior to patients getting into bed.  The device detects micro-movements of the chest 

wall from heartbeats and respiration and uses ballistocardiography to infer sleep stage and time.  

Ballistocardiography is a non-invasive measurement of cardiac output and respiration by 
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converting mechanical motion (e.g. movement generated by a heartbeat) to a digital signal.  

Measurements from the Beddit® were taken each night using the device synced to a dedicated 

iPod running the Beddit® app version 1.14  Output from the app included TST, SOL, WASO, SE 

and HR which were exported by a technician the following morning after the PSG was complete.  

Statistical analyses
Each of the three non-invasive devices were compared with PSG as the gold standard 

on an intention to treat basis.  The primary and secondary outcomes were compared on total 

measurements over the night, not epoch-by-epoch method.  Summary statistics of the study 

population are presented. For all normally distributed continuous variables mean and SD, 

whereas for non-normally distributed variables median and IQR were presented. Normality was 

assessed using the Shapiro-Wilk’s test. Frequencies and proportions are presented for 

categorical variables.  Extent of agreement and reliability between gold standard and each of 

the selected test devices, was assessed using Intraclass Correlation Coefficients (ICCs) with 

two-way random-effects model. Agreement was considered moderate, good and excellent if the 

ICC values were between 0.5 and 0.75, 0.75 and 0.9 and >0.9 respectively15.  

Additionally, Bland-Altman plots16 were used to visualize the agreement between gold 

standard polysomnography and each of the selected devices.  The average of two 

measurements was plotted on x-axis and difference between the two along y-axis. The mean of 

the differences provided an estimate of average bias between the methods. The upper and 

lower Limits of agreement (LOA) were calculated which correspond to the mean difference 

(Gold standard–Selected method) ±2 standard deviations (SD). LOA estimated the interval that 

a given proportion of differences between the measurements is likely to lie within and will be 

used to determine if the methods can be used interchangeably.  Cohen’s d is reported for the 

magnitude of the effect size. In case of non-normally distributed data, effect size ‘r’ was 

calculated by dividing Z statistic by the square root of the sample size (N)). Interpretation of r is 

0.10 - < 0.3 (small effect), 0.30 - < 0.5 (moderate effect) and >= 0.5 (large effect)17. Data were 

analysed using R (4.0.4) (https://www.r-project.org/) (R Core Team, 2017).

Patient and Public involvement
Patients at our sleep disorders centre sparked the interest to assess the accuracy of 

consumer-grade sleep monitors.  Our clinicians were often asked about the accuracy of home 

sleep monitors.  To answer this question our team invited the patients to be involved in 
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evaluating three commonly available consumer-grade smart devices.  Participants were not paid 

for their involvement but did provide written consent.  The findings of this research suggest that 

consumer-grade sleep monitors can give insights into trends in sleep but are not accurate 

enough to replace laboratory measurement.  

RESULTS
Fifty-four adult patients (57% females) with a mean age of 48.09 (±SD 18.05) years 

participated in this study. Table 1 presents demographics of study population.  The final sleep 

diagnosis found was obstructive sleep apnoea in 33 (61%), insomnia 9 (17%) and central hyper-

somnolence disorder in 12 (22%) participants. The mean PSG detected TST was 371min 

(SD±69), SOL of 16min (SD±15), WASO 63min (SD±56) and SE of 82% (SD±13%).  The 

absolute values of the measurements for each device are summarised in table 2.  The results of 

the Bland-Altman analyses and intra-class correlation are summarized in table 3 and displayed 

in figures 2-4. 

JawBone UP3®

On average JawBone UP3® overestimated TST by 28.57mins (LOA= -100.23 to 

157.37). By inspecting the Bland-Altman plots (shown in Figure 2A), the cluster of points 

surrounded the mean tightly between 300-400 minutes and there was greater variability with 

TST below 300min and above 400 minutes. The magnitude of effect size was small (d=0.44). A 

moderate degree of reliability for recording TST was found between PSG and Jawbone UP3® 

with an intra-class correlation coefficient (ICC) of 0.6 (95% CI = 0.34 to 0.77; p<0.001).

Bland Altman plot (Figure 2B) suggests that the mean difference in SOL between two 

methods was very small and on average JawBone UP3® measured SOL 0.14mins (LOA= -

39.95 to 40.23) more than the gold standard. The cluster of points surrounded the mean tightly 

on the left, with greater variability for values over 20 minutes.  The magnitude of difference was 

small (r=0.13). The reliability between the two methods was between poor to moderate 

(ICC=0.29; 95% CI=-0.04 to 0.57; p=0.04).  

Jawbone UP3® overestimated WASO only slightly, 1.7min (LOA= -102.32 to 105.71, 

d=0.03) compared with PSG.  Greater variability was seen for measurements over 50 minutes 

(as shown in Figure 2C), indicating better estimation of WASO by JawBone UP3® at lower 

values.  The agreement between Jawbone UP3® and PSG for WASO was poor to moderate 

(ICC=0.55; 95% CI= 0.29-0.73; p <0.001). 
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The mean difference in SE between two methods indicated that on an average JawBone 

UP3® measures SE 0.51% (LOA: -18.96 to 19.99) less than the gold standard.  This bias 

seems to be due to measurements less than 85%, with better estimation of SE by JawBone 

UP3® at higher SE, as seen in Figure 2D. The magnitude of difference was small (d=0.05) The 

ICC for agreement between Jawbone Up3® and PSG regarding SE was 0.66 (95% CI=0.41 to 

0.81; p<0.001) indicating poor to good reliability between the two measures based on 95% CI.  

ResMed S+®

As shown in Figure 3A, on average ResMed S+® underestimated TST by 34 minutes 

(CI: -257 min to 188 min). The mean difference between ResMed S+® measured and PSG 

measured TST was offset (lying below) zero, suggesting a bias.  The points remained in the 

same general pattern for all x-axis values, except for few outliers at lower mean values.  The 

magnitude of difference was moderate (r=0.4).  ICC of 0.36 (95% CI: 0.02-0.63; p=0.02) 

indicating poor to moderate reliability.  

Conversely, ResMed S+® overestimated SOL by 35.6 min (LOA = -57.68 to -128.89) 

and effect size was large (r=0.8).  Cluster of points go from below the mean at short SOL, to 

above the mean with increasing SOL, showing proportional error, suggesting overestimation of 

SOL by ResMed S+® at increasing SOL duration, as shown in Figure 3B.  A poor agreement for 

SOL was seen between the two methods (ICC= -0.01; 95% CI: -0.21 – 0.26; p=0.51).  

Similarly, ResMed S+® recorded WASO 27 min more than PSG (LOA= -73.53 to 

127.91) and a large effect was found (r=0.52). Visual inspection of Bland Altman plot (Figure 

3C) suggested that ResMed S+® increasingly overestimating WASO with increasing time.   

Reliability between methods was between poor to excellent (ICC= 0.61; 95% CI= 0.28 to 0.8, p 

<0.01).  

Visual inspection of the Bland-Altman plot Figure 3D suggests that on average ResMed 

S+® underestimated SE by 16% (LOA=-54.06 to 22.31).  The effect size was large (r=0.8) and 

an ICC value of 0.28 (95% CI= -0.06 to 0.58; p=0.06) was found.  Moreover, the mean 

difference was not constant, with greater variability at lower values (particularly below 80%), 

showing proportional bias.

Beddit®
The Beddit® and PSG had the least agreement for all outcomes except TST compared 

to other devices.  TST was underestimated by 53min (LOA= -238.79 to 132).  As demonstrated 

in Figure 4A, the cluster of points shifted from below mean to above mean with increasing TST, 
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showing a proportional error depending on the duration of sleep.  The magnitude of difference 

was large (r=0.55) and reliability poor to moderate (ICC= 0.40; 95% CI=0.09 to 0.63; p =0.01).   

SOL was overestimated by 45min (LOA= -74.09 to 163.33) by the Beddit® compared 

with PSG.  The points were tightly clustering above the mean, and go from above, to below the 

mean, from left to right (Figure 4B), showing error proportional to the duration of SOL. The effect 

size was large (r=0.78) and reliability poor (ICC = 0.004; 95% CI=-0.173 to 0.22; p=0.48).

Beddit® slightly underestimated SE by 1.35% (LOA= -38.81 to 36.11). As shown in 

Figure 4C, variability of points was constant around the mean at values below 80%.  This 

suggest that at higher values, Beddit® estimated SE more closely to the PSG gold standard.   

The effect size was small (r=0.13) and poor agreement (ICC 0.26; 95% CI=-0.04 to 0.51; 

p=0.06).  

Consumer-grade recording failure
Consumer-grade devices were set-up by Sleep Scientist staff each night at the time of 

the standard PSG set-up.  Despite this, device or recording failure resulting in inability to record 

sufficient data, on the single night of recording, in the consumer-grade devices was common. 

Failure to synchronise with the dedicated Bluetooth device was the most common reason for 

device failure.  The ResMed S+® failed to synchronise the most, with 25/54 nights (46%) 

resulting in recording failure.  The Jawbone and Beddit® had similar rates of synchronisation 

failure (12/54, 22%), however not usually in the same room or on the same patient.  

Comparisons were made on an intention to treat analysis, even where large differences in TST 

were seen. 

DISCUSSION
The agreement of these three consumer-grade smart devices have simultaneously been 

compared with gold standard attended PSG in an adult sleep clinic cohort.  For each of the 

devices, there were components of sleep measurement with poor to moderate agreement with 

the gold standard.  This study found the primary outcome measure of TST was overestimated 

by, Jawbone UP3® whereas both ResMed S+® and Beddit® underestimated it.  The Jawbone 

UP3® also overestimated SOL and WASO, however the magnitude of difference was very 

small. Generally Jawbone UP3® had better agreement across all outcomes, however for SE 
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agreement was better between ResMed S+® and PSG .  The Beddit® had the least agreement 

with PSG, all components having poor agreement when compared with gold standard PSG.  

Wearable devices, particularly wrist-worn accelerometers have now been widely 

compared with PSG.  Similar to the results of this study, the accelerometers have been shown 

to overestimate total sleep time by around 20-30minutes, particularly in sleep disordered 

populations compared with healthy controls.5 7 18 Previous investigations into consumer grade 

accelerometers in clinical populations found TST overestimated by 32.9min7 in a population of 

33 insomnia patients and 39min in 43 hyper-somnolence patients6.  In our study SOL had a 

large confidence interval, with bias found with measurements over 15min, consistent with 

findings of a recent systematic review and meta-analysis.19   

 The Beddit® device and mattress devices in general are one of the least studied 

consumer grade devices.  Tuominen et al. (2019) found in 10 healthy controls the Beddit® 

overestimated total sleep time by 43min, whereas our data suggests a significant 

underestimation (PSG TST 371min versus Beddit® TST 321 min) with a larger sample size (n = 

42).  Tuominen et al. (2019) was also able to access WASO data, which was not available with 

the model of Beddit® tested in this study and found to underestimate WASO by 32min.  Non-

wearable devices have a potential growing market as non-intrusive home monitors of sleep, as 

they can be applied in a “set and forget” method. Thus, further refinement and evaluation of 

bed-based devices would be desirable.  

The high device synchronisation failure rate in our study is concerning, despite the set-

up being performed by sleep laboratory scientific staff.  There is no way to calibrate these 

consumer-grade devices over time and it is difficult to monitor device connectivity to the 

Bluetooth device until the next morning.  The high failure rate further confirms the role of these 

consumer devices is not to replace that of a diagnostic sleep study.  

The main strength of this study was the sample size and that it was conducted in a 

clinical adult sleep population with a range of suspected sleep disorders.  This makes the 

findings more translatable to clinicians managing patients with sleep disorders.  Further, 

assessing a number of different devices is a novel approach.  The weaknesses of the study 

include a high device recording failure rate, predominantly with Bluetooth synchronisation 

failure.  Epoch-by-epoch analysis was not performed.  Further, sales of devices tested in this 

study have since been discontinued.  Beddit® was acquired by Apple Inc in May 2017 and 

relaunched an updated device, the Beddit® 3.5 which has reportedly improved integration with 

mobile phone health kits20.  The ResMed S+® was discontinued and subsequently a similar 

device was launched in 2017 as SleepScore labs, which is similarly Apple iOSS and Adroid 
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integrated21. JawBone® however has gone into liquidation with no subsequent models leading 

on from the UP3® device22.  

  This study indicates that the wrist worn Jawbone UP3® had the best agreement in 

measuring sleep compared with gold standard and can provide useful information about 

commonly measured parameters of sleep quality.  For Sleep Medicine Clinicians, the translation 

of these findings, is that when our patients present with longitudinal measurements of sleep 

from their consumer grade devices, we can be reassured that wrist worn devices have 

reasonably accuracy and can be harnessed as an engagement tool for behavioural sleep 

interventions.  This is consistent message with the American Academy of Sleep Medicine’s 

position statement about the use of consumer-grade sleep devices stating that these devices 

cannot be used for clinical diagnosis, however they allow for meaningful discussions with 

patients about sleep and encourage active participation in sleep-related health care.23    

CONCLUSION
Given the large body of literature linking sleep quality to mortality and many chronic 

diseases, patient-collected longitudinal sleep data provides a powerful insight into a patient’s 

overall health.  This study adds to the data of consumer grade wearable sleep monitors, 

showing they can provide some reliable information compared to gold standard PSG, however 

do not replace clinical evaluation and gold-standard PSG sleep testing.  In reviewing sleep data 

collected by patients with consumer-grade devices, clinicians are encouraging measurement 

and quantification of sleep, which in turn will likely emphasise the importance of quality sleep in 

maintaining good health. 
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Table 1. Patient demographics 

Variable Results (n = 54)
Age in years, mean (SD) 48.09 (±SD 18.05)

Gender 31 (57%) women

23 (43%) men

BMI kg/m2, median (IQR) 27 (24-31)

PSG AHI events/hr, median (IQR) 9 (3-18.75)

Indication for PSG
Rule in suspected OSA 32 (60%)

Rule out OSA 22 (40%)

Final clinical diagnosis
OSA syndrome 33 (61%)

Insomnia 9 (17%)

Hypersomnia 12 (22%)

PSG, Polysomnogram; BMI, Body Mass Index; AHI, Apnoea hypopnoea index; OSA, 

Obstructive sleep apnoea
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Table 2 Mean sleep duration 

DEVICE
VARIABLE PSG Jawbone UP3® 

(N = 42)

ResMed S+® 

(N = 29)

Beddit® 

(N = 42)

TST (MIN SD±) 371 ±69 397 ±83 345.8 ±120  321 ±107 

SOL (MIN) 16 ±15 18 ±16 50 ±44 60 ±57

WASO (MIN) 63 ±56 65 ±55 80 ±72 -

SE (%) 82.4 ±13 82.9 ±11 68.8 ±21 81 ±17

PSG, polysomnography; TST, Total sleep time; SOL, sleep onset latency; WASO, Wake After 

Sleep Onset; and SE sleep efficiency.  
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Table 3.  Comparison of the outcomes between polysomnography (gold standard) and each of 

the selected methods 

TST (min) SOL (min) WASO (min)  (%)

Jawbone vs PSG Bland-Altman Analysis
N 42 36 41 35

Bias 28.57 0.14 1.70 -0.51

LOA -100.23 to 157.37 -39.95 to 40.23 -102.32 to 

105.71

- 19.99 to 18.96

Cohen’s d  or r 
(Magnitude)

0.44 (Small) 0.13* (Small) 0.03 (Small) 0.05 (Small)

ICC 0.6 (95% CI= 

0.34-0.77; 

p<0.001)

0.29 (95% CI= -

0.04-0.57; p=0.04)

0.55 (95% CI= 

0.29-0.73; p 

<0.001).

0.65 (95% 

CI=0.41-0.81; 

p<0.001)

ResMed S+ vs PSG Bland-Altman Analysis
N 29 29 29 29

Bias -34.36 35.60 27.19 -15.88

LOA -257.06 to 188.34 -57.68 to -128.89 -73.53 to 

127.91

-54.06 to 22.31

Cohen’s d  or r 
(Magnitude)

*0.41 (Moderate) *0.81 (Large) *0.52 (Large) *0.8(Large)

ICC 0.36 (95% CI: 

0.02-0.63; 

p=0.02)

-0.01 (95% CI:-

0.21-0.26; p=0.51)

0.61 (95% CI= 

0.28-0.8; p 

<0.01)

0.06 (95% CI= -

0.06-0.58; 

p=0.06)

Beddit vs PSG. Bland-Altman Analysis
N 42 42 NA 44

Bias -53.39 44.62 NA -1.35

LOA -238.79 to 132 -74.09 to 163.33 NA -38.81 to 36.11

Cohen’s d  or r 
(Magnitude)

*0.55(Large) *0.78(Large) NA *0.31 (Small)

ICC 0.40 (95% 

CI=0.09-0.63; p 

0.004 (95% CI=-

0.173-0.22; 

NA 0.26;95% CI=-

0.04 to 0.51; 
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=0.01) p=0.48) p=0.06

PSG, polysomnography; TST, Total sleep time; SOL, sleep onset latency; WASO, Wake After Sleep 

Onset; and SE sleep efficiency.  N=count of pairwise complete cases in groups; LOA=Limits of 

Agreement (MD±2SD) * effect size=r.  Bias = the mean differences between test device minus PSG.  

Figure captions
Figure 1 CONSORT statement of included participants.  CPAP, Continuous Positive 

Airway pressure.

Figure 2 Bland-Altman plot of the four outcomes (TST, SOL, WASO and SE) recorded by 

the Jawbone UP3® and PSG. The middle line represents the mean difference, and the upper 

and lower dotted line represents the upper and lower limits of agreement (Mean difference ± 

2SD). The blue line is the line of best fit quantifying the difference between gold standard and 

new devices.  MD Mean Difference (or bias, in this panel a positive value indicates 

overestimation); LOA lower limits of agreement; PSG, polysomnography; TST, Total sleep time; 

SOL, sleep onset latency; WASO, Wake After Sleep Onset; and SE sleep efficiency.  Panel A 

total sleep time; Panel B sleep onset latency; Panel C wake after sleep onset and Panel D sleep 

efficiency.  

Figure 3 Bland-Altman plot of the four outcomes (TST, SOL, WASO and SE) recorded by 

the ResMed S+® and PSG.  The middle line represents the mean difference, and the upper and 

lower dotted line represents the upper and lower limits of agreement (Mean difference ± 2SD). 

The blue line is the line of best fit quantifying the difference between gold standard and new 

devices.  MD Mean Difference (or bias, in this panel a positive value indicates overestimation); 

LOA lower limits of agreement; PSG, polysomnography; TST, Total sleep time; SOL, sleep 

onset latency; WASO, Wake After Sleep Onset; and SE sleep efficiency.  Panel A total sleep 

time; Panel B sleep onset latency; Panel C wake after sleep onset and Panel D sleep efficiency.  

Figure 4.  Bland-Altman plot of three outcomes (TST, SOL and SE) recorded by the 

Beddit® and PSG.  The middle line represents the mean difference, and the upper and lower 

dotted line represents the upper and lower limits of agreement (Mean difference ± 2SD). The 

blue line is the line of best fit quantifying the difference between gold standard and new devices.  

MD Mean Difference (or bias, in this panel a positive value indicates overestimation); LOA lower 
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limits of agreement; PSG, polysomnography; TST, Total sleep time; SOL, sleep onset latency; 

and SE sleep efficiency.  Panel A total sleep time; Panel B sleep onset latency; Panel C sleep 

efficiency.  
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Figure 1 - Consort statement of data collection. 
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Figure 2 Bland-Altman plot of the four outcomes (TST, SOL, WASO and SE) recorded by the Jawbone UP3® 
and PSG. The middle line represents the mean difference, and the upper and lower dotted line represents 

the upper and lower limits of agreement (Mean difference ± 2SD). The blue line is the line of best fit 
quantifying the difference between gold standard and new devices.  MD Mean Difference (or bias, in this 
panel a positive value indicates overestimation); LOA lower limits of agreement. PSG, polysomnography; 
TST, Total sleep time; SOL, sleep onset latency; WASO, Wake After Sleep Onset; and SE sleep efficiency. 
 Panel A total sleep time; Panel B sleep onset latency; Panel C wake after sleep onset and Panel D sleep 

efficiency.   
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Figure 3 Bland-Altman plot of the four outcomes (TST, SOL, WASO and SE) recorded by the ResMed S+® 
and PSG.  The middle line represents the mean difference, and the upper and lower dotted line represents 

the upper and lower limits of agreement (Mean difference ± 2SD). The blue line is the line of best fit 
quantifying the difference between gold standard and new devices.  MD Mean Difference (or bias, in this 
panel a positive value indicates overestimation); LOA lower limits of agreement; PSG, polysomnography; 
TST, Total sleep time; SOL, sleep onset latency; WASO, Wake After Sleep Onset; and SE sleep efficiency. 
 Panel A total sleep time; Panel B sleep onset latency; Panel C wake after sleep onset and Panel D sleep 

efficiency.   
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Figure 4.   Bland-Altman plot of three outcomes (TST, SOL and SE) recorded by the Beddit® and PSG.  The 
middle line represents the mean difference, and the upper and lower dotted line represents the upper and 

lower limits of agreement (Mean difference ± 2SD). The blue line is the line of best fit quantifying the 
difference between gold standard and new devices.  MD Mean Difference (or bias, in this panel a positive 
value indicates overestimation); LOA lower limits of agreement; PSG, polysomnography; TST, Total sleep 

time; SOL, sleep onset latency and SE sleep efficiency.  Panel A total sleep time; Panel B sleep onset 
latency; Panel C sleep efficiency.   
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AIM 

STARD stands for “Standards for Reporting Diagnostic accuracy studies”. This list of items was developed to contribute to the 
completeness and transparency of reporting of diagnostic accuracy studies. Authors can use the list to write informative 
study reports. Editors and peer-reviewers can use it to evaluate whether the information has been included in manuscripts 
submitted for publication. 

EXPLANATION

A diagnostic accuracy study evaluates the ability of one or more medical tests to correctly classify study participants as 
having a target condition. This can be a disease, a disease stage, response or benefit from therapy, or an event or condition 
in the future. A medical test can be an imaging procedure, a laboratory test, elements from history and physical examination, 
a combination of these, or any other method for collecting information about the current health status of a patient.

The test whose accuracy is evaluated is called index test. A study can evaluate the accuracy of one or more index tests. 
Evaluating the ability of a medical test to correctly classify patients is typically done by comparing the distribution of the 
index test results with those of the reference standard. The reference standard is the best available method for establishing 
the presence or absence of the target condition. An accuracy study can rely on one or more reference standards.

If test results are categorized as either positive or negative, the cross tabulation of the index test results against those of the 
reference standard can be used to estimate the sensitivity of the index test (the proportion of participants with the target 
condition who have a positive index test), and its specificity (the proportion without the target condition who have a negative 
index test). From this cross tabulation (sometimes referred to as the contingency or “2x2” table), several other accuracy 
statistics can be estimated, such as the positive and negative predictive values of the test. Confidence intervals around 
estimates of accuracy can then be calculated to quantify the statistical precision of the measurements.

If the index test results can take more than two values, categorization of test results as positive or negative requires a test 
positivity cut-off. When multiple such cut-offs can be defined, authors can report a receiver operating characteristic (ROC) 
curve which graphically represents the combination of sensitivity and specificity for each possible test positivity cut-off. The 
area under the ROC curve informs in a single numerical value about the overall diagnostic accuracy of the index test. 

The intended use of a medical test can be diagnosis, screening, staging, monitoring, surveillance, prediction or prognosis. The 
clinical role of a test explains its position relative to existing tests in the clinical pathway. A replacement test, for example, 
replaces an existing test. A triage test is used before an existing test; an add-on test is used after an existing test. 

Besides diagnostic accuracy, several other outcomes and statistics may be relevant in the evaluation of medical tests. Medical 
tests can also be used to classify patients for purposes other than diagnosis, such as staging or prognosis. The STARD list was 
not explicitly developed for these other outcomes, statistics, and study types, although most STARD items would still apply. 

DEVELOPMENT

This STARD list was released in 2015. The 30 items were identified by an international expert group of methodologists, 
researchers, and editors. The guiding principle in the development of STARD was to select items that, when reported, would 
help readers to judge the potential for bias in the study, to appraise the applicability of the study findings and the validity of 
conclusions and recommendations. The list represents an update of the first version, which was published in 2003. 

More information can be found on http://www.equator-network.org/reporting-guidelines/stard.
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ABSTRACT: 
Objectives:  Consumer-grade smart devices are now commonly used by the public to measure 

waking activity and sleep.  However, the ability of these devices to accurately measure sleep in 

clinical populations warrants more examination.  The aim of the present study was to assess the 

accuracy of three consumer-grade sleep monitors compared with gold standard 

polysomnography (PSG).  

Design: A prospective cohort study was performed.  

Setting: Adults undergoing PSG for investigation of a suspected sleep disorder.  

Participants: 54 sleep-clinic patients were assessed using three consumer-grade sleep 

monitors (Jawbone UP3®, ResMed S+® and Beddit®) in addition to PSG.  

Outcomes:  Jawbone UP3®, ResMed S+® and Beddit® were compared with gold standard in-

laboratory polysomnography on 4 major sleep parameters - total sleep time (TST), sleep onset 

latency (SOL), Wake After Sleep Onset (WASO) and sleep efficiency (SE).  

Results: The accelerometer Jawbone UP3® was found to overestimate TST by 28mins (limits of 

agreement, LOA= -100.23 to 157.37), with reasonable agreement compared with gold standard 

for TST, WASO and SE. The doppler radar ResMed S+® device underestimated TST by 34mins 

(LOA= -257.06 to 188.34) and had poor absolute agreement compared with PSG for TST, SOL 

and SE.  The mattress device, Beddit® underestimated TST by 53mins (LOA= -238.79 to 132) 

on average and poor reliability compared to PSG for all measures except TST.  High device 

synchronisation failure occurred, with 20% of recordings incomplete due to Bluetooth drop out 

and recording loss.  

Conclusion: Poor to moderate agreement was found between PSG and each of the tested 

devices, however Jawbone UP3® had relatively better absolute agreement than other devices in 

sleep measurements compared with PSG.  Consumer grade devices assessed do not have 

strong enough agreement with gold standard measurement to replace clinical evaluation and PSG 

sleep testing.  The models tested here have been superseded and newer models may have 

increase accuracy and thus potentially powerful patient engagement tools for long-term sleep 

measurement.  
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Strengths and Limitations of this study

 Consumer grade devices were compared with gold standard in clinic patients.

 More than one device was included for comparison.

 This study includes measure of sleep parameters that clinicians frequently need to 

review in daily practice, such as total sleep time and sleep efficiency.

 High device failure was found in this study, confirming that consumer grade devices 

cannot be used to replace high fidelity diagnostic measurement.

 This sample had patients with sleep apnoea, insomnia or hypersomnia as their final 

sleep diagnosis.  
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BACKGROUND
Poor sleep quality and duration has been shown to be an independent risk to overall 

mortality and for many chronic diseases.1  The gold standard test for the measurement of sleep 

and diagnosis of sleep disorders is attended polysomnography (PSG). However, this is an 

involved and costly test, that requires complex equipment, dedicated space, trained staff, and 

does not lend itself well to multi-night monitoring.

Sales of consumer sleep monitors and wearable consumer-grade smart devices have 

dramatically increased in recent years, with 33 million units estimated to have been sold in the 

United States in 20152 and the estimated value of the wearable industry in the USA expected to 

grow to $USD8.5 billion in 2020.3 4   Consumer-grade devices fall into three major categories (i) 

wrist based devices (eg Jawbone®, FitBit®); (ii) Bedside devices (eg ResMed S+®, Touch-Free 

Life Care®); and (iii) Mattress-based devices (eg Beddit®, EarlySense Mattress®, Emfit Bed 

Sensor®).  Each of the categories of devices utilise unique proprietary algorithms for inferring 

wake/sleep, body position and measures of sleep quality.

The Jawbone UP® (the precursor to the UP3 used in this study) has been compared to 

PSG in adolescents and concluded to have good agreements for TST, SE and wake after sleep 

onset (WASO), however the tendency to underestimate TST and sleep efficiency increased with 

age.5 In a study of adult women, the FitBitChargeHR® overestimated TST by 27min, and was 

found to have significantly different SOL and WASO compared to PSG.5 Similarly in adolescents 

the Jawbone UP® tended to overestimate TST and SOL, whilst underestimating WASO. The 

researchers also found greater discrepancies in nights when participants had more disrupted 

sleep (i.e., lower TST and greater SOL and WASO).5  In patients with suspected central 

disorders of hypersomnolence, the Jawbone UP3® was found to significantly overestimate TST 

by an average of 39.6 minutes compared to PSG and was not able to discriminate stages of 

sleep adequately.6 Interestingly, the Jawbone UP3® performed similarly to actigraphy in this 

study. Another clinical study found that the FitBit Flex® overestimated TST more in a group of 

insomnia patients compared to good sleepers (32.9 mins vs. 6.5 mins).7 Taken together, these 

two studies suggest that consumer-grade sleep devices are less accurate at measuring TST in 

a clinical sleep disorder population, than they are for good sleepers. 

The Beddit® mattresses based device has been found in 10 health controls to have poor 

agreement with TST (overestimated by 43.5min), WASO and SE.8  SOL was the only measure 

to have agreement, but had a wide variance.8 The sensor technology used in the ResMed S+® 

device has been shown to have moderate accuracy in measuring TST and sleep efficiency in 
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healthy volunteers compared to PSG and high specificity.9 10  Furthermore its utility in measuring 

sleep disordered breathing has been investigated and found to have reasonable accuracy in 

detecting moderate obstructive sleep apnoea, with a sensitivity of 89% and specificity 92%.11 

Patients are increasingly attending sleep clinics with downloads from consumer-grade 

devices for discussion with primary care physicians and sleep specialists.  These commonly 

encountered situations in the sleep clinic raise the questions: how reliable are consumer-grade 

devices, and which type of technology is most comparable to gold standard?  This study aims to 

answer these questions with an in-laboratory comparison of PSG with the three consumer 

devices - Jaw Bone UP3®, Beddit® and ResMed S+® in a sleep clinic population.  It was 

hypothesized that these devices would have similar accuracy in detecting TST, SOL, WASO 

and SE.  

METHODS

Study Population
54 adult patients were consecutively recruited through a private sleep disorders centre in 

Melbourne, Australia from June 2015 to February 2016.  Inclusion criteria were age >18years 

and any patient who required overnight polysomnography as standard investigation following 

sleep physician review to either confirm or exclude sleep disordered breathing.  All patients 

attending the laboratory for a polysomnogram were screened for inclusion.  Exclusion criteria 

were age <18years, positive airway pressure titration study, pregnancy and cognitive 

impairment.  Figure 1 demonstrates the consort statement.  

Procedure
All assessments took place at an attended sleep laboratory in Melbourne, Australia. The 

study was approved by the Human Research and Ethics Committee of St Vincent’s Hospital, 

Melbourne (LRR141/15).  Sleep laboratory staff were trained to set up the 3 devices in addition 

to regular overnight polysomnography monitoring; lights out time was noted for synchronisation 

across all devices.  The primary outcome measure was Total Sleep Time (TST) and secondary 

outcomes were sleep onset latency (SOL, min), sleep efficiency (SE, %) as TST/(TST+ total 

wake time) and wake after sleep onset (WASO, min).  Other measures from the consumer 

grade devices such as time spent in light, deep or rapid eye movement sleep was not compared 

in this analysis.  

Page 6 of 26

For peer review only - http://bmjopen.bmj.com/site/about/guidelines.xhtml

BMJ Open

1
2
3
4
5
6
7
8
9
10
11
12
13
14
15
16
17
18
19
20
21
22
23
24
25
26
27
28
29
30
31
32
33
34
35
36
37
38
39
40
41
42
43
44
45
46
47
48
49
50
51
52
53
54
55
56
57
58
59
60



For peer review only

Page 6 of 20

Polysomnographic Recording
PSG was measured using a standard six-channel electroencephalography, submental 

electromyography and electrooculography, electrocardiogram, airflow (thermistor & nasal 

cannula), respiratory effort, oximetry, snoring (dB sound meter), body position, pulse rate, leg 

electromyography and digital video, recorded according to American Academy of Sleep 

Medicine standards.12  The following standard sleep parameters were recorded via PSG: Total 

sleep time (TST), sleep onset latency (SOL, min), total wake time (TWT, min), sleep efficiency 

(SE, %) as TST/(TST+TWT) and wake after sleep onset (WASO, min).  Participants were 

classified as having obstructive sleep apnoea if the apnoea hypopnoea index was >5 events/hr.  

A single registered polysomnographic technologist scoring the PSG was blinded to the 

download of consumer grade devices and raw data was scored using Compumedics® 

amplifiers and Profusion software version 3 (Compumedics®, Abbotsford, Victoria, Australia).

JawBone UP3®

Participants were fitted with the JawBone Up3® on the participant’s non dominant wrist 

with the Jawbone UP3® shortly before lights out time.  Data was collected via a dedicated iPod 

Touch, synced to the Jawbone® app version 4.0.0.13  This consumer-grade actigraphy device 

has a three-axis accelerometer and heart rate monitor, which together measure TST, SOL, 

WASO and SE which were exported by a technician the following morning after the PSG was 

complete.

ResMed S+®

The ResMed S+® is a non-contact radio-frequency sensor that continuously measures 

the biomotion due to breathing and body-movement in bed. The sensor operates in a license-

free band at 5.8 GHz, emits an average power less than 1 mV and is capable of sensing 

movement and breathing over a distance ranging from 0.3 to 1.5 meters.  The device was 

positioned by the bedside and synced shortly before lights out time to a dedicated iPod with the 

ResMed S+® app Version 1.2.1. 14  Measurements from the ResMed S+® were TST, SOL, 

WASO, SE which were exported by a technician the following morning after the PSG was 

complete.  

Beddit®
The primary sensor in the Beddit® is a piezoelectric 70cm band that was attached to the 

mattress prior to patients getting into bed.  The device detects micro-movements of the chest 

wall from heartbeats and respiration and uses ballistocardiography to infer sleep stage and time.  

Ballistocardiography is a non-invasive measurement of cardiac output and respiration by 

Page 7 of 26

For peer review only - http://bmjopen.bmj.com/site/about/guidelines.xhtml

BMJ Open

1
2
3
4
5
6
7
8
9
10
11
12
13
14
15
16
17
18
19
20
21
22
23
24
25
26
27
28
29
30
31
32
33
34
35
36
37
38
39
40
41
42
43
44
45
46
47
48
49
50
51
52
53
54
55
56
57
58
59
60



For peer review only

Page 7 of 20

converting mechanical motion (e.g. movement generated by a heartbeat) to a digital signal.  

Measurements from the Beddit® were taken each night using the device synced to a dedicated 

iPod running the Beddit® app version 1.15  Output from the app included TST, SOL, WASO, SE 

and HR which were exported by a technician the following morning after the PSG was complete.  

Statistical analyses
Each of the three non-invasive devices were compared with PSG as the gold standard 

on an intention to treat basis.  The primary and secondary outcomes were compared on total 

measurements over the night, not epoch-by-epoch method.  Summary statistics of the study 

population are presented. For all normally distributed continuous variables mean and SD, 

whereas for non-normally distributed variables median and IQR were presented. Normality was 

assessed using the Shapiro-Wilk’s test. Frequencies and proportions are presented for 

categorical variables.  Extent of agreement and reliability between gold standard and each of 

the selected test devices, was assessed using Intraclass Correlation Coefficients (ICCs) with 

two-way random-effects model. Agreement was considered moderate, good and excellent if the 

ICC values were between 0.5 and 0.75, 0.75 and 0.9 and >0.9 respectively16.  

Additionally, Bland-Altman plots17 were used to visualize the agreement between gold 

standard polysomnography and each of the selected devices.  The average of two 

measurements was plotted on x-axis and difference between the two along y-axis. The mean of 

the differences provided an estimate of average bias between the methods. The upper and 

lower Limits of agreement (LOA) were calculated which correspond to the mean difference 

(Gold standard–Selected method) ±2 standard deviations (SD). LOA estimated the interval that 

a given proportion of differences between the measurements is likely to lie within and will be 

used to determine if the methods can be used interchangeably.  Cohen’s d is reported for the 

magnitude of the effect size. In case of non-normally distributed data, effect size ‘r’ was 

calculated by dividing Z statistic by the square root of the sample size (N)). Interpretation of r is 

0.10 - < 0.3 (small effect), 0.30 - < 0.5 (moderate effect) and >= 0.5 (large effect)18. Data were 

analysed using R (4.0.4) (https://www.r-project.org/) (R Core Team, 2017).

Patient and Public involvement
Patients at our sleep disorders centre sparked the interest to assess the accuracy of 

consumer-grade sleep monitors.  Our clinicians were often asked about the accuracy of home 

sleep monitors.  To answer this question our team invited the patients to be involved in 
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evaluating three commonly available consumer-grade smart devices.  Participants were not paid 

for their involvement but did provide written consent.  The findings of this research suggest that 

consumer-grade sleep monitors can give insights into trends in sleep but are not accurate 

enough to replace laboratory measurement.  

RESULTS
Fifty-four adult patients (57% females) with a mean age of 48.09 (±SD 18.05) years 

participated in this study. Table 1 presents demographics of study population.  The final sleep 

diagnosis found was obstructive sleep apnoea in 33 (61%), insomnia 9 (17%) and central hyper-

somnolence disorder in 12 (22%) participants. The mean PSG detected TST was 371min 

(SD±69), SOL of 16min (SD±15), WASO 63min (SD±56) and SE of 82% (SD±13%).  The 

absolute values of the measurements for each device are summarised in table 2.  The results of 

the Bland-Altman analyses and intra-class correlation are summarized in table 3 and displayed 

in figures 2-4. 

JawBone UP3®

On average JawBone UP3® overestimated TST by 28.57mins (LOA= -100.23 to 

157.37). By inspecting the Bland-Altman plots (shown in Figure 2A), the cluster of points 

surrounded the mean tightly between 300-400 minutes and there was greater variability with 

TST below 300min and above 400 minutes. The magnitude of effect size was small (d=0.44). A 

moderate degree of reliability for recording TST was found between PSG and Jawbone UP3® 

with an intra-class correlation coefficient (ICC) of 0.6 (95% CI = 0.34 to 0.77; p<0.001).

Bland Altman plot (Figure 2B) suggests that the mean difference in SOL between two 

methods was very small and on average JawBone UP3® measured SOL 0.14mins (LOA= -

39.95 to 40.23) more than the gold standard. The cluster of points surrounded the mean tightly 

on the left, with greater variability for values over 20 minutes.  The magnitude of difference was 

small (r=0.13). The reliability between the two methods was between poor to moderate 

(ICC=0.29; 95% CI=-0.04 to 0.57; p=0.04).  

Jawbone UP3® overestimated WASO only slightly, 1.7min (LOA= -102.32 to 105.71, 

d=0.03) compared with PSG.  Greater variability was seen for measurements over 50 minutes 

(as shown in Figure 2C), indicating better estimation of WASO by JawBone UP3® at lower 

values.  The agreement between Jawbone UP3® and PSG for WASO was poor to moderate 

(ICC=0.55; 95% CI= 0.29-0.73; p <0.001). 
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The mean difference in SE between two methods indicated that on an average JawBone 

UP3® measures SE 0.51% (LOA: -18.96 to 19.99) less than the gold standard.  This bias 

seems to be due to measurements less than 85%, with better estimation of SE by JawBone 

UP3® at higher SE, as seen in Figure 2D. The magnitude of difference was small (d=0.05) The 

ICC for agreement between Jawbone Up3® and PSG regarding SE was 0.66 (95% CI=0.41 to 

0.81; p<0.001) indicating poor to good reliability between the two measures based on 95% CI.  

ResMed S+®

As shown in Figure 3A, on average ResMed S+® underestimated TST by 34 minutes 

(CI: -257 min to 188 min). The mean difference between ResMed S+® measured and PSG 

measured TST was offset (lying below) zero, suggesting a bias.  The points remained in the 

same general pattern for all x-axis values, except for few outliers at lower mean values.  The 

magnitude of difference was moderate (r=0.4).  ICC of 0.36 (95% CI: 0.02-0.63; p=0.02) 

indicating poor to moderate reliability.  

Conversely, ResMed S+® overestimated SOL by 35.6 min (LOA = -57.68 to -128.89) 

and effect size was large (r=0.8).  Cluster of points go from below the mean at short SOL, to 

above the mean with increasing SOL, showing proportional error, suggesting overestimation of 

SOL by ResMed S+® at increasing SOL duration, as shown in Figure 3B.  A poor agreement for 

SOL was seen between the two methods (ICC= -0.01; 95% CI: -0.21 – 0.26; p=0.51).  

Similarly, ResMed S+® recorded WASO 27 min more than PSG (LOA= -73.53 to 

127.91) and a large effect was found (r=0.52). Visual inspection of Bland Altman plot (Figure 

3C) suggested that ResMed S+® increasingly overestimating WASO with increasing time.   

Reliability between methods was between poor to excellent (ICC= 0.61; 95% CI= 0.28 to 0.8, p 

<0.01).  

Visual inspection of the Bland-Altman plot Figure 3D suggests that on average ResMed 

S+® underestimated SE by 16% (LOA=-54.06 to 22.31).  The effect size was large (r=0.8) and 

an ICC value of 0.28 (95% CI= -0.06 to 0.58; p=0.06) was found.  Moreover, the mean 

difference was not constant, with greater variability at lower values (particularly below 80%), 

showing proportional bias.

Beddit®
The Beddit® and PSG had the least agreement for all outcomes except TST compared 

to other devices.  TST was underestimated by 53min (LOA= -238.79 to 132).  As demonstrated 

in Figure 4A, the cluster of points shifted from below mean to above mean with increasing TST, 
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showing a proportional error depending on the duration of sleep.  The magnitude of difference 

was large (r=0.55) and reliability poor to moderate (ICC= 0.40; 95% CI=0.09 to 0.63; p =0.01).   

SOL was overestimated by 45min (LOA= -74.09 to 163.33) by the Beddit® compared 

with PSG.  The points were tightly clustering above the mean, and go from above, to below the 

mean, from left to right (Figure 4B), showing error proportional to the duration of SOL. The effect 

size was large (r=0.78) and reliability poor (ICC = 0.004; 95% CI=-0.173 to 0.22; p=0.48).

Beddit® slightly underestimated SE by 1.35% (LOA= -38.81 to 36.11). As shown in 

Figure 4C, variability of points was constant around the mean at values below 80%.  This 

suggest that at higher values, Beddit® estimated SE more closely to the PSG gold standard.   

The effect size was small (r=0.13) and poor agreement (ICC 0.26; 95% CI=-0.04 to 0.51; 

p=0.06).  

Consumer-grade recording failure
Consumer-grade devices were set-up by Sleep Scientist staff each night at the time of 

the standard PSG set-up.  Despite this, device or recording failure resulting in inability to record 

sufficient data, on the single night of recording, in the consumer-grade devices was common. 

Failure to synchronise with the dedicated Bluetooth device was the most common reason for 

device failure.  The ResMed S+® failed to synchronise the most, with 25/54 nights (46%) 

resulting in recording failure.  The Jawbone and Beddit® had similar rates of synchronisation 

failure (12/54, 22%), however not usually in the same room or on the same patient.  

Comparisons were made on an intention to treat analysis, even where large differences in TST 

were seen. 

DISCUSSION
The agreement of these three consumer-grade smart devices have simultaneously been 

compared with gold standard attended PSG in an adult sleep clinic cohort.  For each of the 

devices, there were components of sleep measurement with poor to moderate agreement with 

the gold standard.  This study found the primary outcome measure of TST was overestimated 

by, Jawbone UP3® whereas both ResMed S+® and Beddit® underestimated it.  The Jawbone 

UP3® also overestimated SOL and WASO, however the magnitude of difference was very 

small. Generally Jawbone UP3® had better agreement across all outcomes, however for SE 
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agreement was better between ResMed S+® and PSG.  The Beddit® had the least agreement 

with PSG, all components having poor agreement when compared with gold standard PSG.  

Wearable devices, particularly wrist-worn accelerometers have now been widely 

compared with PSG.  Similar to the results of this study, the accelerometers have been shown 

to overestimate total sleep time by around 20-30minutes, particularly in sleep disordered 

populations compared with healthy controls.5 7 19 Previous investigations into consumer grade 

accelerometers in clinical populations found TST overestimated by 32.9min7 in a population of 

33 insomnia patients and 39min in 43 hyper-somnolence patients6.  In our study SOL had a 

large confidence interval, with bias found with measurements over 15min, consistent with 

findings of a recent systematic review and meta-analysis.20   

 The Beddit® device and mattress devices in general are one of the least studied 

consumer grade devices.  Tuominen et al. (2019) found in 10 healthy controls the Beddit® 

overestimated total sleep time by 43min, whereas our data suggests a significant 

underestimation (PSG TST 371min versus Beddit® TST 321 min) with a larger sample size (n = 

42).  Tuominen et al. (2019) was also able to access WASO data, which was not available with 

the model of Beddit® tested in this study and found to underestimate WASO by 32min.  Non-

wearable devices have a potential growing market as non-intrusive home monitors of sleep, as 

they can be applied in a “set and forget” method. Thus, further refinement and evaluation of 

bed-based devices would be desirable.  

Chinoy et al. (2021)10 recently compared PSG to ResMed S+® and to SleepScore Max 

with a population of 19 young ‘healthy normal’ individuals.  The ResMed S+® was found to have 

underestimated TST by only 0.3min (95%CI: -70.7-70.2) and the SleepScore Max overestimate 

TST by 7.5min (-60.7 to 75.7).  A likely explanation for the difference these findings and the 

present study is the difference in population – ‘healthy normal’ participants versus sleep clinic 

population.  There is growing literature that consumer grade devices have lower accuracy in 

clinical population compared with control populations.21  Notably, Chinoy et al. (2021)10 found 

2/19 nights (10.5%) using the ResMed S+® were impacted by device synchronisation issues, 

requiring device re-synchronisation.  

The high device synchronisation failure rate also observed in our study is concerning, 

despite the set-up being performed by sleep laboratory scientific staff.  There is no way to 

calibrate these consumer-grade devices over time and it is difficult to monitor device 

connectivity to the Bluetooth device until the next morning.  The high failure rate further confirms 

the role of these consumer devices is not to replace that of a diagnostic sleep study.  

Page 12 of 26

For peer review only - http://bmjopen.bmj.com/site/about/guidelines.xhtml

BMJ Open

1
2
3
4
5
6
7
8
9
10
11
12
13
14
15
16
17
18
19
20
21
22
23
24
25
26
27
28
29
30
31
32
33
34
35
36
37
38
39
40
41
42
43
44
45
46
47
48
49
50
51
52
53
54
55
56
57
58
59
60



For peer review only

Page 12 of 20

The main strength of this study was the sample size and that it was conducted in a 

clinical adult sleep population with a range of suspected sleep disorders.  This makes the 

findings more translatable to clinicians managing patients with sleep disorders.  Further, 

assessing a number of different devices is a novel approach.  The weaknesses of the study 

include a high device recording failure rate, predominantly with Bluetooth synchronisation 

failure.  Epoch-by-epoch analysis was not performed.  Further, sales of devices tested in this 

study have since been discontinued.  Beddit® was acquired by Apple Inc in May 2017 and 

relaunched an updated device, the Beddit® 3.5 which has reportedly improved integration with 

mobile phone health kits22.  The ResMed S+® was discontinued and subsequently a similar 

device was launched in 2017 as SleepScore labs, which is similarly Apple iOS and Adroid 

integrated23. JawBone® however has gone into liquidation with no subsequent models leading 

on from the UP3® device24.  

  This study indicates that the wrist worn Jawbone UP3® had the best agreement in 

measuring sleep compared with gold standard and can provide useful information about 

commonly measured parameters of sleep quality.  For Sleep Medicine Clinicians, the translation 

of these findings, is that when our patients present with longitudinal measurements of sleep 

from their consumer grade devices, we can be reassured that wrist worn devices have 

reasonably accuracy and can be harnessed as an engagement tool for behavioural sleep 

interventions.  This is consistent message with the American Academy of Sleep Medicine’s 

position statement about the use of consumer-grade sleep devices stating that these devices 

cannot be used for clinical diagnosis, however they allow for meaningful discussions with 

patients about sleep and encourage active participation in sleep-related health care.25    

CONCLUSION
Given the large body of literature linking sleep quality to mortality and many chronic 

diseases, patient-collected longitudinal sleep data provides a powerful insight into a patient’s 

overall health.  This study adds to the data of consumer grade wearable sleep monitors, 

showing they can provide some reliable information compared to gold standard PSG, however 

do not replace clinical evaluation and gold-standard PSG sleep testing.  In reviewing sleep data 

collected by patients with consumer-grade devices, clinicians are encouraging measurement 

and quantification of sleep, which in turn will likely emphasise the importance of quality sleep in 

maintaining good health. 
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Table 1. Patient demographics 

Variable Results (n = 54)
Age in years, mean (SD) 48.09 (±SD 18.05)

Gender 31 (57%) women

23 (43%) men

BMI kg/m2, median (IQR) 27 (24-31)

PSG AHI events/hr, median (IQR) 9 (3-18.75)

Indication for PSG
Rule in suspected OSA 32 (60%)

Rule out OSA 22 (40%)

Final clinical diagnosis
OSA syndrome 33 (61%)

Insomnia 9 (17%)

Hypersomnia 12 (22%)

PSG, Polysomnogram; BMI, Body Mass Index; AHI, Apnoea hypopnoea index; OSA, 

Obstructive sleep apnoea
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Table 2 Mean sleep duration 

DEVICE
VARIABLE PSG Jawbone UP3® 

(N = 42)

ResMed S+® 

(N = 29)

Beddit® 

(N = 42)

TST (MIN SD±) 371 ±69 397 ±83 345.8 ±120  321 ±107 

SOL (MIN) 16 ±15 18 ±16 50 ±44 60 ±57

WASO (MIN) 63 ±56 65 ±55 80 ±72 -

SE (%) 82.4 ±13 82.9 ±11 68.8 ±21 81 ±17

PSG, polysomnography; TST, Total sleep time; SOL, sleep onset latency; WASO, Wake After 

Sleep Onset; and SE sleep efficiency.  
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Table 3.  Comparison of the outcomes between polysomnography (gold standard) and each of 

the selected methods 

TST (min) SOL (min) WASO (min)  (%)

Jawbone vs PSG Bland-Altman Analysis
N 42 36 41 35

Bias 28.57 0.14 1.70 -0.51

LOA -100.23 to 157.37 -39.95 to 40.23 -102.32 to 

105.71

- 19.99 to 18.96

Cohen’s d  or r 
(Magnitude)

0.44 (Small) 0.13* (Small) 0.03 (Small) 0.05 (Small)

ICC 0.6 (95% CI= 

0.34-0.77; 

p<0.001)

0.29 (95% CI= -

0.04-0.57; 

p=0.04)

0.55 (95% CI= 

0.29-0.73; p 

<0.001).

0.65 (95% 

CI=0.41-0.81; 

p<0.001)

ResMed S+ vs PSG Bland-Altman Analysis
N 29 29 29 29

Bias -34.36 35.60 27.19 -15.88

LOA -257.06 to 188.34 -57.68 to -128.89 -73.53 to 

127.91

-54.06 to 22.31

Cohen’s d  or r 
(Magnitude)

*0.41 (Moderate) *0.81 (Large) *0.52 (Large) *0.8(Large)

ICC 0.36 (95% CI: 

0.02-0.63; 

p=0.02)

-0.01 (95% CI:-

0.21-0.26; 

p=0.51)

0.61 (95% CI= 

0.28-0.8; p 

<0.01)

0.06 (95% CI= -

0.06-0.58; 

p=0.06)

Beddit vs PSG. Bland-Altman Analysis
N 42 42 NA 44

Bias -53.39 44.62 NA -1.35

LOA -238.79 to 132 -74.09 to 163.33 NA -38.81 to 36.11

Cohen’s d  or r 
(Magnitude)

*0.55(Large) *0.78(Large) NA *0.31 (Small)
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ICC 0.40 (95% 

CI=0.09-0.63; p 

=0.01)

0.004 (95% CI=-

0.173-0.22; 

p=0.48)

NA 0.26;95% CI=-

0.04 to 0.51; 

p=0.06

PSG, polysomnography; TST, Total sleep time; SOL, sleep onset latency; WASO, Wake After Sleep 

Onset; and SE sleep efficiency.  N=count of pairwise complete cases in groups; LOA=Limits of 

Agreement (MD±2SD) * effect size=r.  Bias = the mean differences between test device minus PSG.  

Figure captions
Figure 1 CONSORT statement of included participants.  CPAP, Continuous Positive 

Airway pressure.

Figure 2 Bland-Altman plot of the four outcomes (TST, SOL, WASO and SE) recorded by 

the Jawbone UP3® and PSG. The middle line represents the mean difference, and the upper 

and lower dotted line represents the upper and lower limits of agreement (Mean difference ± 

2SD). The blue line is the line of best fit quantifying the difference between gold standard and 

new devices.  MD Mean Difference (or bias, in this panel a positive value indicates 

overestimation); LOA lower limits of agreement; PSG, polysomnography; TST, Total sleep time; 

SOL, sleep onset latency; WASO, Wake After Sleep Onset; and SE sleep efficiency.  Panel A 

total sleep time; Panel B sleep onset latency; Panel C wake after sleep onset and Panel D sleep 

efficiency.  

Figure 3 Bland-Altman plot of the four outcomes (TST, SOL, WASO and SE) recorded by 

the ResMed S+® and PSG.  The middle line represents the mean difference, and the upper and 

lower dotted line represents the upper and lower limits of agreement (Mean difference ± 2SD). 

The blue line is the line of best fit quantifying the difference between gold standard and new 

devices.  MD Mean Difference (or bias, in this panel a positive value indicates overestimation); 

LOA lower limits of agreement; PSG, polysomnography; TST, Total sleep time; SOL, sleep 

onset latency; WASO, Wake After Sleep Onset; and SE sleep efficiency.  Panel A total sleep 

time; Panel B sleep onset latency; Panel C wake after sleep onset and Panel D sleep efficiency.  

Figure 4.  Bland-Altman plot of three outcomes (TST, SOL and SE) recorded by the 

Beddit® and PSG.  The middle line represents the mean difference, and the upper and lower 

dotted line represents the upper and lower limits of agreement (Mean difference ± 2SD). The 
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blue line is the line of best fit quantifying the difference between gold standard and new devices.  

MD Mean Difference (or bias, in this panel a positive value indicates overestimation); LOA lower 

limits of agreement; PSG, polysomnography; TST, Total sleep time; SOL, sleep onset latency; 

and SE sleep efficiency.  Panel A total sleep time; Panel B sleep onset latency; Panel C sleep 

efficiency.  
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Figure 1 - Consort statement of data collection. 
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Figure 2 Bland-Altman plot of the four outcomes (TST, SOL, WASO and SE) recorded by the Jawbone UP3® 
and PSG. The middle line represents the mean difference, and the upper and lower dotted line represents 

the upper and lower limits of agreement (Mean difference ± 2SD). The blue line is the line of best fit 
quantifying the difference between gold standard and new devices.  MD Mean Difference (or bias, in this 
panel a positive value indicates overestimation); LOA lower limits of agreement. PSG, polysomnography; 
TST, Total sleep time; SOL, sleep onset latency; WASO, Wake After Sleep Onset; and SE sleep efficiency. 
 Panel A total sleep time; Panel B sleep onset latency; Panel C wake after sleep onset and Panel D sleep 

efficiency.   
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Figure 3 Bland-Altman plot of the four outcomes (TST, SOL, WASO and SE) recorded by the ResMed S+® 
and PSG.  The middle line represents the mean difference, and the upper and lower dotted line represents 

the upper and lower limits of agreement (Mean difference ± 2SD). The blue line is the line of best fit 
quantifying the difference between gold standard and new devices.  MD Mean Difference (or bias, in this 
panel a positive value indicates overestimation); LOA lower limits of agreement; PSG, polysomnography; 
TST, Total sleep time; SOL, sleep onset latency; WASO, Wake After Sleep Onset; and SE sleep efficiency. 
 Panel A total sleep time; Panel B sleep onset latency; Panel C wake after sleep onset and Panel D sleep 

efficiency.   
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Figure 4.   Bland-Altman plot of three outcomes (TST, SOL and SE) recorded by the Beddit® and PSG.  The 
middle line represents the mean difference, and the upper and lower dotted line represents the upper and 

lower limits of agreement (Mean difference ± 2SD). The blue line is the line of best fit quantifying the 
difference between gold standard and new devices.  MD Mean Difference (or bias, in this panel a positive 
value indicates overestimation); LOA lower limits of agreement; PSG, polysomnography; TST, Total sleep 

time; SOL, sleep onset latency and SE sleep efficiency.  Panel A total sleep time; Panel B sleep onset 
latency; Panel C sleep efficiency.   
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21b Distribution of alternative diagnoses in those without the target condition -
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STARD 2015

AIM 

STARD stands for “Standards for Reporting Diagnostic accuracy studies”. This list of items was developed to contribute to the 
completeness and transparency of reporting of diagnostic accuracy studies. Authors can use the list to write informative 
study reports. Editors and peer-reviewers can use it to evaluate whether the information has been included in manuscripts 
submitted for publication. 

EXPLANATION

A diagnostic accuracy study evaluates the ability of one or more medical tests to correctly classify study participants as 
having a target condition. This can be a disease, a disease stage, response or benefit from therapy, or an event or condition 
in the future. A medical test can be an imaging procedure, a laboratory test, elements from history and physical examination, 
a combination of these, or any other method for collecting information about the current health status of a patient.

The test whose accuracy is evaluated is called index test. A study can evaluate the accuracy of one or more index tests. 
Evaluating the ability of a medical test to correctly classify patients is typically done by comparing the distribution of the 
index test results with those of the reference standard. The reference standard is the best available method for establishing 
the presence or absence of the target condition. An accuracy study can rely on one or more reference standards.

If test results are categorized as either positive or negative, the cross tabulation of the index test results against those of the 
reference standard can be used to estimate the sensitivity of the index test (the proportion of participants with the target 
condition who have a positive index test), and its specificity (the proportion without the target condition who have a negative 
index test). From this cross tabulation (sometimes referred to as the contingency or “2x2” table), several other accuracy 
statistics can be estimated, such as the positive and negative predictive values of the test. Confidence intervals around 
estimates of accuracy can then be calculated to quantify the statistical precision of the measurements.

If the index test results can take more than two values, categorization of test results as positive or negative requires a test 
positivity cut-off. When multiple such cut-offs can be defined, authors can report a receiver operating characteristic (ROC) 
curve which graphically represents the combination of sensitivity and specificity for each possible test positivity cut-off. The 
area under the ROC curve informs in a single numerical value about the overall diagnostic accuracy of the index test. 

The intended use of a medical test can be diagnosis, screening, staging, monitoring, surveillance, prediction or prognosis. The 
clinical role of a test explains its position relative to existing tests in the clinical pathway. A replacement test, for example, 
replaces an existing test. A triage test is used before an existing test; an add-on test is used after an existing test. 

Besides diagnostic accuracy, several other outcomes and statistics may be relevant in the evaluation of medical tests. Medical 
tests can also be used to classify patients for purposes other than diagnosis, such as staging or prognosis. The STARD list was 
not explicitly developed for these other outcomes, statistics, and study types, although most STARD items would still apply. 

DEVELOPMENT

This STARD list was released in 2015. The 30 items were identified by an international expert group of methodologists, 
researchers, and editors. The guiding principle in the development of STARD was to select items that, when reported, would 
help readers to judge the potential for bias in the study, to appraise the applicability of the study findings and the validity of 
conclusions and recommendations. The list represents an update of the first version, which was published in 2003. 

More information can be found on http://www.equator-network.org/reporting-guidelines/stard.
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